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1.0  Introduction 


The  purpose  of  this  project  was  the  investigation  of  polarization  phenomenology  and 
signatures.  Whenever  light  interacts  with  matter,  there  is  likely  to  be  a  polarization  change. 
The  papers  in  this  volume  document  phenomenological  measurements  with  Mueller  matrix 
polarimeters  and  imaging  measurements  with  Stokes  polarimeters. 

2.0  Discussion 

The  six  papers  in  the  Appendices  cover  approximately  five  years  of  work.  Four  of  the  papers 
(in  Appendices  A,  B,  C,  and  F)  deal  with  Mueller  matrix  spectropolarimetry.  Appendix  F  is 
a  detailed  description  of  the  spectropolarimeter  instrumentation  and  an  explanation  of  its 
Mueller  matrix  capability.  Appendix  B  and  C  describe  measurements  of  the  reflectance 
standard  Spectralon  and  various  Federal  Standard  paint  samples,  and  are  primarily  concerned 
with  the  polarizance  of  these  materials.  Appendix  A  is  a  description  of  the  use  of  the 
spectropolarimeter  for  transmission  measurements,  and  includes  some  results  on  various 
optical  elements.  Appendix  E  describes  laser  polarimeter  measurements  made  on  some 
sapphire  and  quartz  plates  in  transmission.  Finally,  Appendix  D  describes  near  infrared 
imaging  polarimetry  results  collected  with  a  rotating  retarder  polarimeter. 

3.0  Summary 

This  report  documents  work  in  polarimetry  over  a  five-year  period  and  includes  six 
conference  proceedings  and  journal  papers. 
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APPENDIX  A 


Fourier  Transform  Spectropolarimetry  for  Optical  Diagnostics  of  Transmissive  Materials 

David  B.  Chenault,  Dennis  H.  Goldstein,  and  Diana  M.  Hayes 
Proceedings  of  SPIE  Volume  3425,  July  1998 
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ABSTRACT 

Accurate  measurement  of  polarization  properties  of  materials  in  transmission  is  becoming  increasingly  important  as 
polarization  devices  and  effects  are  utilized  in  remote  sensing,  displays,  and  other  applications.  Polarization  components  in 
these  systems  require  careful  calibration  and  specification  as  a  function  of  wavelength.  This  paper  describes  a  Fourier 
transform  spectropolarimeter,  an  instrument  designed  for  measurement  of  polarization  properties  in  transmission.  Complete 
Mueller  matrix  spectra  are  acquired  using  a  dual  rotating  retarder  polarimeter  placed  in  the  sample  compartment  of  a  Fourier 
transform  spectrometer.  Several  sets  of  detectors  and  sources  for  the  spectrometer  provide  spectral  Mueller  matrix  data  from 
the  ultraviolet  to  the  infrared.  We  have  extended  data  reduction  algorithms  and  calibration  techniques  developed  for  an  FTIR 
instrument  to  the  new  spectral  regimes,  including  routines  to  analyze  the  Mueller  matrix  data  in  terms  of  diattenuation  and 
retardance.  This  paper  describes  the  instrument,  the  data  reduction  and  analysis  algorithms,  and  examples  of  data  from 
several  transmissive  samples. 

KEYWORDS:  Polarimetry,  spectropolarimeter,  Mueller  matrix,  birefringence,  diattenuation 


1.  INTRODUCTION 

The  development  of  many  optical  systems  for  optical  computing,  optical  signal  processing,  optical  data  storage,  displays, 
target  detection,  and  scene  simulation  applications  is  dependent  on  the  spectral  polarization  properties  of  polarization 
elements  and  modulator  materials.  The  impetus  for  the  work  described  here  was  the  lack  of  information  on  materials  for 
spatial  light  modulators;  this  prompted  the  previous  development  of  a  Fourier  transform  (FT)  infrared  spectropolarimeter  to 
address  this  need  for  the  infrared1,2,3 

A  more  recent  requirement  to  characterize  polarization  elements  for  polarimetry  and  other  applications  has  resulted  in  the 
need  for  new  and  better  spectropolarimeter  instrumentation  capable  in  many  regions  of  the  optical  regime.  One  reason  for 
this  is  because  commercially  available  polarization  elements  frequently  do  not  meet  specifications  provided  by  the  vendor 
and  Mueller  matrices  for  the  elements  are  not  provided.  The  lack  of  information  may  be  annoying,  actually  harmful,  or  may 
unnecessarily  restrict  the  use  of  a  polarization  element.  For  example,  there  are  spectral  regions  where  the  diattenuation  of 
polarizers  drops  below  90%  (an  extinction  ratio  of  less  than  10).  Retardances  in  birefringent  waveplates  may  vary  from 
nominal  retardance  by  more  than  10%  .  Another  reason  for  development  of  new  instrumentation  is  that  spectropolarimetry 
of  modulator  materials  is  still  required  for  determination  of  fundamental  electrooptical  properties. 
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The  development  of  a  new  generation  of  FT  spectropolarimeter  is  described  in  this  paper.  More  than  a  decade  ago,  a 
spectropolarimeter  based  on  a  Nicolet  FT  infrared  spectrometer  was  designed.  This  instrument  operates  only  in  the  infrared 
(from  3  —  14  jam)  but  has  high  spectral  resolution  (better  than  4  cm'1)1-  More  recently,  a  spectropolarimeter  for  the  visible 
has  been  developed  that  utilizes  a  broadband  source  and  a  filter  wheel  with  suitable  filters  .  Here  the  spectral  resolution  and 
the  number  of  number  of  spectral  elements  are  limited  by  the  filter  bandpass  and  the  practical  size  of  the  filter  wheel.  We 
believe  that  FT  spectrometer-based  spectropolarimeters  are  the  most  convenient  and  productive  method  of  gathering  large 
quantities  of  polarimetric  data. 

Current  FT  spectrometers  from  a  number  of  manufacturers  operate  from  the  ultra-violet  (uv)  to  the  infrared,  covering  a 
wavelength  range  from  less  than  0.4  to  more  than  25  pm.  In  this  work,  we  describe  the  development  of  a  spectropolarimeter 
exploiting  the  broad  spectral  capability  of  these  FT  spectrometers. 

2.  FT  SPECTROPOLARIMETRY 


2.1  Instrumentation 

The  spectropolarimeter  we  have  developed  is  a  FT  spectrometer  modified  by  the  insertion  of  a  polarimeter  in  the  sample 
compartment.  The  external  appearance  of  the  spectrometer  is  shown  in  the  photo  in  Figure  1.  A  diagram  of  the  spectrometer 
with  polarimeter  in  the  sample  compartment  is  shown  in  Figure  2.  Figure  3  shows  a  photo  of  the  sample  compartment  with 
polarization  rotation  stages  (note  that  there  are  five  stages). 


Figure  1.  Photograph  of  FT  spectrometer 
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P2  R2  SUT  R1  PI 

SAMPLE  COMPARTM  ENT 


Figure  2.  Diagram  of  FT  spectropolarimeter 


Figure  3.  Sample  compartment  of  spectropolarimeter 


5 


The  spectrometer  is  operated  in  the  normal  fashion  for  one  orientation  of  the  polarization  elements  in  the  polarimeter.  A 
series  of  spectra  are  taken  with  the  polarization  elements  in  a  set  of  predetermined  orientations.  The  spectra  at  all  of  the 
polarimeter  settings  (element  orientations)  are  reduced  as  a  single  data  set.  Data  reduction  is  performed  on  this  data  set  one 
wavelength  at  a  time  resulting  in  Mueller  matrix  spectra.  Further  data  reduction  can  produce  diattenuation,  retardance  and 
depolarization  spectra. 

The  spectrometer  has  a  spectral  range  of  0.45  pm  to  25  pm.  Three  sources,  three  beamsplitters,  and  four  detectors  are  used  to 
cover  this  spectral  range  (with  overlap).  This  broad  spectral  range  also  requires  multiple  polarization  elements.  Ideal 
polarization  elements  would  have  perfectly  achromatic  response;  in  practice,  polarization  elements  are  far  from  ideal,  and 
measurement  of  the  actual  polarization  element  response  is  part  of  the  calibration  process.  Polarizers  are  more  likely  to  have 
achromatic-like  response,  and  in  many  cases  we  assume  achromaticity.  Achromatic  behavior  of  the  quarter  wave  retarders  is 
not  a  natural  consequence  of  retarder  design.  In  addition,  the  need  to  rotate  the  retarders  places  further  restrictions  on  the 
retarder  design;  angular  or  lateral  beam  deviations  are  to  be  minimized.  Conventional  multiple-order  waveplates,  consisting 
of  a  single  plate  of  birefringent  material,  are  extremely  wavelength  dependent.  Achromatic  response  can  be  achieved  by 
using  two  multiple-order  waveplates  whose  fast  axes  are  perpendicular  to  each  other6.  The  material  can  be  the  same  or 
different  for  the  two  plates.  Fresnel  rhombs  exhibit  good  achromatic  behavior  but  also  have  a  beam  displacement.  A 
modified  Fresnel  rhomb  has  been  designed  with  two  internal  reflections  that  does  not  displace  the  beam  and  is  thus  suitable 
for  rotation7.  Polarization  element  types  that  are  in  current  use  with  the  spectropolarimeter  are  shown  in  Table  1. 


Table  1  -  Polarization  element  types  used  for  various  spectral  ranges 


Visible 

NIR(to  1.6  pm) 

IR 

Polarizers 

Dichroic  sheet 

Dichroic  sheet 

Wire  grid  on  BaF2,  Ge 

Retarders 

Two  plate  MgF2 

Two  plate  MgF2 

CdS  +  CdSe 

2.2  Calibration  and  Data  Reduction 

The  Mueller  matrix  provides  the  most  comple te  polarization  information  about  a  sample  and  requires  the  most  sophisticated 
polarimeter  configuration  and  data  reduction  techniques.  We  have  followed  the  dual  rotating  retarder  method  described  by 
Azzam8.  Figure  4  shows  the  configuration  of  a  dual  rotating  retarder  polarimeter  in  the  sample  compartment  of  the 
spectropolarimeter.  It  consists  of  a  sample  between  a  polarization  state  generator  and  polarization  state  analyzer  each 
comprised  of  a  stationary  linear  polarizer  and  rotating  quarter- wave  linear  retarder.  When  the  retarders  are  rotated  in  a  five  to 
one  ratio,  all  sixteen  elements  of  the  sample  Mueller  matrix  are  encoded  onto  twelve  harmonics  of  the  detected  intensity 
signal,  which  can  then  be  Fourier  analyzed  to  recover  the  Mueller  matrix  elements.  Diattenuation,  retardance,  and 
depolarization  (scattering)  can  be  obtained  from  the  Mueller  matrix. 


SAMPLE 


POLARIZER  RETARDER  RETARDER  POLARIZER 

POLARIZATION  STATE  POLARIZATION  STATE 

GENERATOR  ANALYZER 

Figure  4.  Dual  rotating  retarder  configuration 

The  data  reduction  algorithm  for  this  polarimeter  as  originally  presented  by  Azzam  assumes  ideal  polarization  elements  and 
no  orientation  errors.  The  data  reduction  algorithms  may  be  generalized  to  compensate  for  systematic  errors  which  result 
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when  orientation  misalignment  and  non-ideal  retarders  are  used.  If  the  polarization  elements  are  rotationally  misaligned,  or 
the  retarders  do  not  have  exactly  one-quarter  wave  of  retardance,  the  changes  in  Fourier  amplitudes  and  phases  result  in  ’ 
errors  in  the  sample  Mueller  matrix.  Even  small  orientation  and  retardance  errors  (<1°)  can  lead  to  large  errors  in  the 
measured  Mueller  matrix  (>  10%  in  some  matrix  elements).  These  errors  become  especially  important  when  the  retardance 
and  alignment  vary  significantly  from  their  nominal  values  such  as  in  multi-wavelength  or  spectral  instruments.  We  have 
incorporated  correction  terms  for  large  orientation  and  retardance  errors  into  the  dual  rotating  retarder  data  reduction 
algorithm.  The  data  reduction  equations  we  have  developed  correct  for  orientation  errors  up  to  22.5°  and  retardance  errors  up 
to  A/8.  These  equations  are  quite  lengthy  and  the  reader  is  referred  to  prior  presentations9. 

The  dual  rotating  retarder  configuration  has  a  number  of  advantages.  First,  the  effect  of  any  instrumental  polarization 
preceding  the  polarizing  optics  or  following  the  polarimeter  is  negated  by  the  fixed  position  of  the  polarizers.  Second,  the 
Fourier  transform  on  the  data  automatically  performs  a  least  squares  fit  to  the  overdetermined  data  set.  Third,  this 
configuration  is  largely  immune  to  beam  wander  if  measurements  are  made  over  a  2tc  cycle.  In  this  case,  modulation  from 
beam  wander  produced  by  wedges  in  the  rotating  retarders  is  encoded  principally  on  the  first  and  fifth  Fourier  anplitudes. 
Since  the  polarimeter  does  not  modulate  these  frequencies,  the  beam  wander  signal  does  not  affect  the  accuracy  of  the 
measured  Mueller  matrix. 


The  Mueller  matrix  provides  the  most  complete  description  of  the  polarizing  nature  of  an  optical  element  including  any 
depolarization.  The  effect  of  the  optical  element  on  an  arbitrary  incident  Stokes  vector  can  also  be  determined  through  the 
Mueller  matrix.  However,  many  samples  of  interest  are  non-depolarizing  and  display  only  one  or  a  few  polarization 
properties.  Polarizers  generally  only  display  diattenuation  and  retarders  display  only  retardance  and  small  amounts  of 
diattenuation.  In  order  to  facilitate  understanding  and  interpretation  of  our  Mueller  matrix  data,  we  generally  apply  the 
Mueller  matrix  decomposition  originally  developed  by  Lul6  and  elucidated  by  Hayes11. 


We  briefly  describe  this  analysis  here  for  the  non-depolarizing  case.  Non-depolarizing  Mueller  matrices  have  the 
decomposition  M  =  MRMD ,  and  the  original  Mueller  matrix  is  normalized  and  denoted  by 


The  diattenuator  component  has  the  form 


1 


Md  = 


m 


m 


m 


m 


01 


mi 


02 


m 


03 


m 


10 


m. 


m 


12 


mt 


m 


20 


m 


21 


m 


22 


m 


23 


m 


30 


m 


m 


01 


01 


02 


03 


31 


m 


32 


m 


33, 


m 


02 


m 


03 


a  +  b(m0{)2 
b(m02m0l) 


HmoiW02)  b(m0lm03) 
a  +  b(m02  )2  b(m02m03) 

b(m03m02)  a  +  b(m03)2 


where  a  =  j\-(m02  +m022  +  m032)  and  b  = 


+  m02  +m032) 


(m0l2  +m022  +m, 


03 


) 


Furthermore,  the  diattenuation  vector  is  given  simply  by  the  first  row  of  M, 

,  and  total  diattenuation  D  =  ^m^2  +  nt022  +m032  . 


'A.' 

^0." 

D  = 

= 

m02 

Dc  _ 

.m03. 

Hence,  die  magnitude  of  the  diattenuation  is  solely  determined  by  the  first  row  of  M.  The  retarder  matrix  in  the  non¬ 
depolarizing  case  is  expressed  as 
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a  0  0  0 
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The  overall  retardance  can  be  expressed  as 


R  =  \R  =  cos 


) 


and  for  the  non-depolarizing  case  is  given  by 

R  =  +m22  +  m33  -b(mi0m0i  +m20m02  H'/vO-*7])  . 

and  the  retardance  vector  has  the  form 

m23~m32  ~b(m20m03  -mMm02)  cos-1  ^-[m„  +m22  +  m33  -  b(ml0m0l  +m20m02  +m30w03)-aj] 

R=  m3X  -ml3  -b(m30m0l  -ml0m03)  j==  =—  .'i" 

mn  - m2l  -  b(ml0m02  -  m20m0l)  ~ pi  +  mn  +  w33  ~ b(m10m0l  +  m20m02  +  m30m03)- aj 

The  elements  of  the  diattenuation  and  retardance  vectors  represent  the  horizontal/vertical,  ±45°,  and  circular  components  of 
each  vector. 


3.  EXPERIMENTAL  RESULTS 


3.1  Spectrometer  Configuration 

The  spectrometer  configuration  used  in  these  first  measurements  covered  the  wavelength  range  from  approximately  0.68pm 
to  1.15pm  and  consisted  of  a  near-IR  source,  a  silicon  detector,  and  a  quartz  beamsplitter.  There  were  two  polarimeter 
configurations  used.  The  first  configuration,  for  the  visible,  consisted  of  polarizers  made  from  a  dichroic  polymer  material 
placed  on  a  glass  substrate.  The  retarders  are  made  of  MgF2  and  are  designed  to  have  a  nominal  7J4  wave  of  retardance  from 
400  -  700  nm.  They  are  anti-reflection  coated.  The  second  polarimeter  configuration  for  the  near-IR  consists  of  polarizers 
made  of  dichroic  polymers  on  an  IR  transmitting  plastic  substrate  that  are  polarizing  from  0.68pm  to  2.2pm.  The  retarders 
are  made  of  MgF2,  are  anti-reflection  coated,  and  are  designed  to  have  a  nominal  XI4  wave  retardance  from  0.7  -  1.1pm.  The 
combination  of  polarimeter  and  spectrometer  spectral  responses  results  in  two  spectral  bands  that  were  utilized  in  these 
measurements:  one  band  from  0.68  to  0.83pm,  hereafter  referred  to  as  the  “visible”  band,  and  the  second  from  0.68  to 
1 .17pm,  hereafter  referred  to  as  the  near  IR  band. 

3.2  Calibration 

Calibration  runs  with  no  sample  are  made.  The  calibration  produces  orientation  error  spectra  for  each  of  the  final  three 
elements  of  the  polarimeter.  The  orientation  variation  with  wavelength  apparent  in  Figure  5  is  most  likely  due  to 
imperfections  of  the  polarizers  in  the  polarimeter.  As  will  be  discussed  below,  the  near  IR  polarizers  have  less  than  ideal 
performance  in  the  region  just  where  the  largest  variation  in  orientation  is  located,  in  the  band  0.83pm  to  1.03pm.  For  initial 
calibrations  that  show  large  orientation  errors  (>2°),  the  elements  are  realigned.  For  orientation  error  less  than  about  2°,  the 
elements  are  not  realigned  but  the  errors  are  retained  for  correction  in  the  Mueller  matrix  data  reduction.  The  retardances 
obtained  in  the  calibration  step  are  retained  for  use  in  the  Mueller  matrix  data  reduction.  Figure  6  shows  sample  calibration 
results  for  the  visible  polarimeter.  Note  that  in  both  Figures  5  and  6,  the  retardance  curves  fall  almost  on  top  of  each  other. 
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Figure  5.  Orientation  errors  and  retardances  of  near  IR  spectropolarimeter 


Figure  6.  Orientation  errors  and  retardances  of  visible  spectropolarimeter 

33  Visible  polarizers  and  retarders 

Figure  7  shows  the  transmission  curves  for  parallel  and  crossed  polarizers  for  the  visible  dichroic  polarizers.  These  curves 
are  qualitatively  consistent  with  what  the  manufacturer  reports  although  the  bump  that  peaks  at  0.8pm  in  the  crossed 
polarizer  curve  does  not  appear  in  the  manufacturer’s  data.  The  crossed  polarizer  curve  shows  slightly  larger  transmission 
than  the  parallel  polarizer  curve.  This  is  most  likely  due  to  the  instrumental  polarization  that  occurs  in  this  transmissive 
region  of  the  polarizers.  The  long  wavelength  limit  of  the  effective  region  of  the  polarizer  at  about  0.83pm  is  the  long 
wavelength  limit  for  the  visible  polarimeter. 

Figure  8  shows  the  retardance  and  diattenuation  computed  from  the  Mueller  matrix  spectrum  of  the  visible  retarder  measured 
with  the  near  IR  polarimeter  in  the  region  from  approximately  0.68  pm  to  1.15  pm.  The  retardance  increases  approximately 
linearly  with  wavelength  as  expected  over  the  waveband  and  is  consistent  with  the  retardance  data  measured  in  calibration  of 
the  visible  polarimeter  shown  in  Figure  6.  The  diattenuation  is  relatively  low  in  the  middle  of  the  band  but  increases  slightly 
near  the  ends  of  the  measured  band.  J 
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Figure  7.  Visible  polarizer  transmission  curves 


Figure  8.  Characterization  of  visible  retarder  with  near  IR  polarimeter 

3.4  Near  IR  polarizers  and  retarders 

The  transmission  curves  for  parallel  and  perpendicular  near-IR  polarizers  are  shown  in  Figure  9.  The  polarizer  does  not 
transmit  significantly  below  about  0.7pm.  The  qualitative  transmission  performance  of  the  parallel  polarizers  agrees  well 
with  the  manufacturer’s  specification  although  the  peak  transmission  measured  here  (32%)  is  slightly  higher  than  that 
reported  by  the  manufacturer  (27%).  The  wavelength  of  the  peak  measured  is  in  good  agreement.  The  performance  for 
crossed  polarizers  is,  however,  not  as  good  as  that  reported  by  the  manufacturer.  The  bump  in  transmission  at  approximately 
0.89pm  is  nearly  2.5  times  that  reported  by  the  manufacturer.  The  peak  reported  by  the  manufacturer  is  at  0.92pm.  Mueller 
matrix  measurements  are  less  accurate  in  the  region  from  0.83pm  to  1.03pm  where  the  transmission  for  the  crossed 
polarizers  is  above  approximately  0.5%.  The  modulation  produced  by  the  rotating  elements  is  reduced  due  to  the  lower 
diattenuation  in  this  region. 

Figure  10  shows  the  retardance  and  diattenuation  of  the  achromatic  retarders  calculated  from  the  Mueller  matrix 
measurement  in  the  region  from  approximately  0.68pm  to  0.82pm.  The  retardance  is  increasing  with  wavelength  over  the 
range  as  expected.  Each  of  the  three  retarders  measured  show  similar  response  with  one  retarder  within  about  1°  and  the 
other  within  about  3°  of  the  one  shown.  The  manufacturer  does  not  report  the  retardance  in  the  specification.  The 
diattenuation  shows  modulation  with  wavelength  that  is  most  likely  due  to  interference  effects  in  the  AR  coating  on  the 
retarder.  The  diattenuation  is  increasing  toward  shorter  wavelengths  and  becomes  significant  (>2%)  below  0.7  pm. 
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Characterization  of  a  second  near-IR  retarder  is  shown  in  Figure  1 1.  Note  that  the  region  of  lower  fidelity  lies  between 
0.83  pm  and  1.03  pm  where  the  polarizers  in  the  near-IR  polarimeter  have  significantly  lower  diattenuation.  However,  the 
diattenuation  is  large  in  the  long  wavelength  region  above  1.03pm  (approximately  7%).  This  could  be  significant  for  some 
applications  where  the  diattenuation  affects  signal  modulation  or  ellipticity  of  the  polarization  state  produced. 


Figure  9.  Near  IR  polarizer  transmission  curves 


Figure  10.  Characterization  of  near  IR  retarders  with  visible  polarimeter 
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Figure  1 1.  Characterization  of  near  IR  retarder  with  near  ER  polarimeter 

3,5.  Infrared  Modulator  Measurements 

The  electro-optic  coefficient  spectrum  of  cadmium  telluride  (CdTe)  was  measured  using  an  FTIR  spectropolarimeter3,12  and 
will  serve  to  demonstrate  the  Mueller  matrix  measurements  that  can  be  made  with  a  spectropolarimeter.  CdTe  modulators 
exploit  the  linear  electro-optical  effect  for  modulating  the  retardance  with  an  applied  voltage.  Used  by  itself,  a  CdTe 
modulator  can  modulate  the  phase  by  more  than  a  half  of  a  wave  at  10.6pm.  When  used  in  conjunction  with  a  pair  of 
polarizers,  the  device  serves  as  an  intensity  modulator.  CdTe  is  typically  used  in  laser  systems  at  10.6pm.  To  determine  its 
suitability  for  use  in  broadband  systems,  however,  it  was  necessary  to  characterize  the  device's  response  at  other  wavelengths 
in  the  infrared. 

The  linear  electrooptic  effect  is  the  change  in  the  ordinary  and  extraordinary  refractive  indices  that  is  caused  by  and  is 
proportional  to  an  electric  field  applied  across  the  crystal.  The  relationship  between  the  refractive  index  change  and  the 
electric  field  is  given  by  the  electrooptic  tensor.  For  a  CdTe  modulator  operated  in  transverse  mode,  the  electrooptic 
relationship  is  reduced  to  a  single  element  of  the  electrooptic  tensor,  the  r4j  element  and  the  retardance  is  given  by 

tfa).  2»"3r4lVL 
X(l 

where  n  is  the  refractive  index,  V  is  the  applied  voltage,  L  is  the  length  of  the  crystal,  and  d  is  the  electrode  separation.  For 
the  device  measured  here,  the  half-wave  voltage  is  about  2400  volts.  Here,  we  report  the  electro-optic  response  of  the  device 
in  terms  of  the  n3r4J  product. 

A  series  of  Mueller  matrix  measurements  were  made  as  the  voltage  applied  to  the  modulator  was  ramped  from  0  to  2700 
volts  in  300  volt  increments.  Figure  12  shows  the  Mueller  matrix  spectra  for  the  900  V  measurement.  The  Mueller  matrix 
has  been  normalized  to  the  (1,1)  element,  which  has  been  replaced  by  the  transmission  spectrum.  Note  that  for  this  case 
(applied  voltage  =  900  V),  the  device  acts  as  a  quarter- wave  retarder  at  4pm.  The  retardance  spectrum  of  the  device  was 
extracted  from  the  Mueller  matrix  data  at  each  voltage  and  the  n3r4}  product  computed  by  performing  a  linear  regression  on 
the  resulting  set  of  retardance  spectra.  Figure  13  shows  the  computed  n3r41  spectrum.  Note  that  the  values  are  relatively 
constant  across  the  3-14pm  band  except  for  the  -5%  deviation  that  occurs  in  the  region  of  low  transmission.  The  value  at 
10.6pm  agrees  with  other  published  data  to  within  6%. 
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Figure  12.  Experimental  Mueller  matrix  for  CdTe  over  an  IR  spectrum 


Figure  13.  Spectrum  of  the  quantity  n3r4, 

4.  SUMMARY  AND  FUTURE  WORK 

We  have  described  the  development  of  a  spectropolarimeter  based  on  the  most  current  generation  of  FT  spectrometers.  The 
spectropolarimeter  is  easy  to  use  and  is  capable  of  gathering  and  reducing  large  quantities  ofpolarimetric  data  in  a  short 
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period  of  time.  The  spectropolarimeter  operates  over  a  large  wavelength  range  with  changes  in  polarization  and  spectrometer 
elements,  from  less  than  .4  pm  to  greater  than  25  pm.  Systematic  errors  due  to  polarization  element  orientation  misalignment 
and  non-ideal  retarders  are  compensated  through  calibration  procedures  and  error  compensation  equations  developed  for  this 
instrument. 

Work  to  be  completed  in  the  immediate  future  includes  addition  of  diattenuation  compensation  to  the  error  correction 
procedures  and  a  spectropolarimetric  reflectance  measurement  capability.  As  seen  in  results  presented  here,  non-ideal 
diattenuation  can  be  a  significant  problem  with  some  polarization  elements.  Compensation  for  measured  diattenuation  of 
polarimeter  elements  can  be  accomplished,  and  one  of  us  (Hayes)  has  developed  the  necessary  equations.  Reflectance 
measurement  capability,  while  not  discussed  here,  is  of  great  interest  for  remote  sensing  applications.  Using  the  external  port 
of  the  spectrometer,  we  are  developing  a  spectropolarimetric  reflectance  capability  to  satisfy  the  need  for  material  reflectance 
measurements. 
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ABSTRACT 

A  polarimetric  characterization  of  the  reflective  standard  material  Spectralon  is  presented.  Samples  of  Spectralon  with 
reflectances  of  2%,  50%,  75%  and  99%  were  examined.  The  characterization  was  accomplished  using  the  Air  Force 
Research  Laboratory’s  spectropolarimeter  in  reflection  mode.  Data  are  presented  for  the  spectral  region  .65  to  1.0 
micrometers.  Polarizance  was  measured  for  the  four  Spectralon  samples  at  eight  input  beam  incidence  angles.  All 
observations  were  made  from  normal  to  the  Spectralon.  It  was  found  that  as  the  incidence  beam  angle  increases,  the 
polarizance  increases;  and  as  the  reflectance  of  the  sample  decreases,  the  polarizance  increases. 

Keywords:  Polarimetry,  spectropolarimeter,  Mueller  matrix,  Spectralon,  polarizance. 

1.  INTRODUCTION  AND  BACKGROUND 

Spectralon  is  a  standard  reflectance  material  sold  by  Labsphere,  Inc  since  19861.  It  is  composed  of  polytetrafluoroethylene 
(PTFE)  powder  compressed  by  a  proprietary  process  into  a  solid2,3.  The  undoped  material  has  a  hemispherical  reflectance  of 
approximately  0.99  from  400  to  1900  run  as  shown  in  Figure  l4.  Spectralon  also  approximates  a  lambertian  reflector,  a 
property  thought  to  result  from  a  porous  structure  and  multiple  internal  reflections  resulting  in  a  random  distribution  of 
reflected  light.  Measurement  results  presented  by  Bruegge  et  al3  show  a  slight  preference  for  forward  scattering  when 
illuminated  by  a  laser  off  normal  incidence,  but  no  specular  component  was  observed  as  shown  in  Figure  2.  Gray  and 
colored  Spectralon  is  produced  by  introducing  dopants. 

The  motivation  for  this  polarimetric  characterization  of  Spectralon  originated  from  experiments  conducted  on  a  large 
reflective-optic  projection  system.  We  desired  to  test  the  hypothesis  that  the  reflective  optics  would  induce  a  polarization  in 
the  radiation  from  an  unpolarized  source.  A  source,  consisting  of  a  2  in  diameter  sample  of  Spectralon  illuminated  by  an 
incandescent  light  source  through  an  aperture,  was  placed  at  the  focus  of  the  optical  system.  The  projection  system  produces 
a  collimated  beam  at  its  exit  aperture.  An  imaging  polarimeter  was  placed  at  this  aperture  and  focused  on  the  source.  Results 
from  this  experiment  indicated  that  the  optical  system  induced  a  uniform  polarization  of  approximately  3%  over  the  face  of 
the  Spectralon.  However,  consideration  of  the  method  of  illumination  of  the  Spectralon  sample  led  to  a  requirement  for 
additional  tests.  Figure  3  shows  the  reflective  optics  test  configuration.  The  Spectralon  had  to  be  illuminated  from  the  side 
because  of  limited  space  at  the  sample  location.  Subsequent  qualitative  tests  in  the  absence  of  intervening  optics  confirmed 
that  a  polarization  is  induced  in  the  reflected  light  observed  at  normal  incidence  when  the  illumination  is  from  large  angles 
off  normal. 

Data  presented  in  the  Labsphere  catalog  and  shown  in  Figure  41  indicate  that,  at  least  under  polarized  illumination,  the 
bidirectional  reflectance  distribution  function  of  Spectralon  is  polarization  dependent. 

The  data  that  is  presented  in  this  paper  was  taken  with  a  spectropolarimeter  developed  at  the  Air  Force  Research  Laboratory 
and  described  briefly  below. 
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Reflectance  factor 


Figure  1.  8°  /Hemispherical  Spectral  Reflectance  Factor  for  SRS-99-020. 


Figure  2.  Reflectance  factor  for  Spectralon  illuminated  with  lasers  at  40°  (Brugge  et  al). 
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Figure  3.  Reflective  optical  system  measurement  configuration. 
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Figure  4a.  In-plane  BRDF  for  Spectralon,  linearly  polarized  laser  source  (633  nm)  at  -30°  (Labsphere). 
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Figure  4b.  In-plane  BRDF  for  Spectralon,  linearly  polarized  laser  source  (633  nm)  at  -60°(Labsphere). 

2.  FOURIER  TRANSFORM  SPECTROPOLARIMETRY 

More  than  a  decade  ago,  a  spectropolarimeter  based  on  a  Nicolet  Fourier  transform  (FT)  infrared  spectrometer  was 
designed.  ■  This  instrument  operates  in  the  infrared  (from  3-14  pm)  but  has  high  spectral  resolution  (better  than  4  cm'1). 
More  recently^  spectropolarimeter  for  the  visible  has  been  developed  that  utilizes  a  broadband  source  and  a  filter  wheel  with 
suitable  filters  .  Here  the  spectral  resolution  and  the  number  of  number  of  spectral  elements  are  limited  by  the  filter  bandpass 
and  the  practical  size  of  the  filter  wheel. 

Current  FT  spectrometers  from  a  number  of  manufacturers  operate  from  the  ultra-violet  to  the  infrared,  covering  a 
wavelength  range  from  less  than  0.4  to  more  than  25  pm.  We  have  developed  a  spectropolarimeter  based  on  one  of  these 
modem  FT  spectrometers.  We  believe  that  FT  spectrometer-based  spectropolarimeters  are  the  most  convenient  and 
productive  method  of  gathering  large  quantities  of  polarimetric  data. 

2.1  Instrumentation 

The  external  appearance  of  the  spectropolarimeter  is  shown  in  the  photo  in  Figure  5.  Figure  6  shows  the  measurement 
configuration.  The  spectrometer  is  operated  in  the  normal  fashion  for  one  orientation  of  the  polarization  elements  in  the 
polarimeter.  A  series  of  spectra  is  taken  with  the  polarization  elements  in  a  set  of  predetermined  orientations.  The  spectra  at 
all  of  the  polarimeter  settings  (element  orientations)  are  reduced  as  a  single  data  set.  Data  reduction  is  performed  on  this  data 
set  one  wavelength  at  a  time  resulting  in  Mueller  matrix  spectra.  Further  data  reduction  can  produce  diattenuation, 
retardance,  depolarization,  and  other  spectra. 

Measurements  for  the  present  study  were  made  from  0.4  pm  to  1.0  pm.  The  polarization  elements  used  in  the 
spectropolanmetric  measurements  were  Glan-Thompson  polarizers  and  Karl  Lambrecht  achromatic  retarders. 
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Figure  5.  Photograph  of  FT  spectropolarimeter 


PSA  -  Polarization  State  Analyzer  a  — - 

Figure  6.  Diagram  of  FT  spectropolarimeter 


2.2  Data  Reduction 

The  Mueller  matrix  provides  the  most  complete  polarization  information  about  a  sample  and  requires  the  most  sophisticated 
polarimeter  configuration  and  data  reduction  techniques.  We  have  followed  the  dual  rotating  retarder  method  described  by 
Azzam11.  Figure  7  shows  the  configuration  of  a  dual  rotating  retarder  polarimeter.  It  consists  of  a  sample  between  a 
polarization  state  generator  and  polarization  state  analyzer  each  comprised  of  a  stationary  linear  polarizer  and  rotating 
quarter- wave  linear  retarder.  When  the  retarders  are  rotated  in  a  five  to  one  ratio,  all  sixteen  elements  of  the  sample  Mueller 


20 


matrix  are  encoded  onto  twelve  harmonics  of  the  detected  intensity  signal,  which  can  then  be  Fourier  analyzed  to  recover  the 
Mueller  matrix  elements.  Quantities  such  as  diattenuation,  retardance,  and  depolarization  (scattering)  can  be  obtained  from 
the  Mueller  matrix. 


POLARIZER  RETARDER  RETARDER  POLARIZER 

POLARIZATION  STATE  POLARIZATION  STATE 

GENERATOR  ANALYZER 


Figure  7.  Dual  rotating  retarder  configuration 


The  data  reduction  algorithm  for  this  polarimeter  as  originally  presented  by  Azzam  assumes  ideal  polarization  elements  and 
no  orientation  errors.  The  data  reduction  algorithms  may  be  generalized  to  compensate  for  systematic  errors  which  result 
when  orientation  misalignment  and  non-ideal  retarders  are  used.  If  the  polarization  elements  are  rotationally  misaligned,  or 
the  retarders  do  not  have  exactly  one-quarter  wave  of  retardance,  the  changes  in  Fourier  amplitudes  and  phases  result  in 
errors  in  the  sample  Mueller  matrix.  Even  small  orientation  and  retardance  errors  (<1°)  can  lead  to  large  errors  in  the 
measured  Mueller  matrix  (>  10%  in  some  matrix  elements).  These  errors  become  especially  important  when  the  retardance 
and  alignment  vary  significantly  from  their  nominal  values  such  as  in  multi-wavelength  or  spectral  instruments.  We  have 
incorporated  correction  terms  for  large  orientation  and  retardance  errors  into  the  dual  rotating  retarder  data  reduction 
algorithm.  The  data  reduction  equations  we  have  developed  correct  for  orientation  errors  up  to  22.5°  and  retardance  errors  up 
to  X/8.  These  equations  are  quite  lengthy  and  the  reader  is  referred  to  prior  presentations12. 

3.  EXPERIMENTAL  TECHNIQUE  AND  RESULTS 

Four  samples  of  Spectralon  having  nominal  reflectances  of  2%,  50%,  75%,  and  99%  were  used  in  the  measurements.  These 
axe  shown  m  Figure  8.  The  samples  were  placed  in  the  spectropolarimeter  and  rotated  to  nine  angles.  Data  were  collected  at 
these  nine  angles  such  that  the  detector  was  always  aligned  to  the  normal  of  the  surface  of  the  Spectralon  sample  The 
coordinate  system  is  shown  in  Figure  9,  and  a  table  of  the  angles  used  is  given  below.  Angles  measured  in  the  clockwise 
direction  are  positive  and  angles  measured  in  the  counterclockwise  direction  are  negative. 


Sample 

Detector 

-45 

135 

-60 

120 

-75 

105 

-80 

100 

-83 

97 

-85 

95 

-87 

93 

-88 

92 

-89 

91 

Table  1 .  Sample  and  detector  angles  used  in  data  collection. 
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Figure  8.  Spectralon  samples  of  2%,  50%,  75%,  and  99%  reflectance,  left  to  right  (a  dime  appears  in  the  photo  for  scale). 


Figure  9.  Spectropolarimeter  coordinate  system. 

Data  from  the  measurements  were  reduced  to  normalized  Mueller  matrices.  Polarizance,  the  degree  of  polarization  of  the 
transmitted  light  when  unpolarized  light  is  incident13,  was  computed  from  the  Mueller  matrices  as 

r  ^m;o+m^0+m|o 

moo 

A  plot  of  polarizance  versus  wavelength  for  the  four  Spectralon  samples  oriented  at  —80°  is  shown  in  Figure  10.  The  data 
that  are  used  in  all  subsequent  calculations  and  plots  are  for  .65  to  1.0  pm.  Because  of  the  spectral  content  of  the  light  source 


used,  the  signal  to  noise  ratio  of  the  spectrometer  is  poor  in  the  .4  to  .65  pm  when  the  entire  .4  to  1.0  pm  spectrum  is 
collected.  Filtering  of  .65  to  1 .0  pm  light  would  solve  this  problem. 


It  is  evident  from  the  results  plotted  in  Figure  10  that  the  polarizance  of  these  samples  is  roughly  constant  across  this  spectral 
range  and  that  the  lower  the  reflectance,  the  higher  the  polarizance.  The  polarizance  of  the  2%  reflectance  Spectralon  is 
noisy  because  of  the  low  signal  from  the  sample. 


WAVELENGTH  (micrometers) 


Figure  10.  Spectral  polarizance  for  four  Spectralon  samples,  -80°  source  incidence  angle. 

The  polarizance  across  the  .65  to  1 .0  pm  spectral  band  was  averaged  for  all  subsequent  analysis  since  it  was  observed  to  be 
roughly  constant.  Polarizance  versus  source  beam  incidence  angle  is  plotted  in  Figure  1 1  (data  from  the  sample  angle  -89° 
are  not  used,  the  low  signal  make  these  data  very  noisy).  The  polarizance  is  observed  to  increase  as  the  incidence  angle 
increases  and  to  increase  as  the  reflectance  of  the  Spectralon  decreases. 

The  polarizance  versus  Spectralon  reflectance  for  each  of  the  eight  incidence  angles  is  plotted  in  Figure  12.  Polarizance  is 
seen  to  uniformly  increase  with  increasing  incidence  angle. 
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POLARIZANCE 


Figure  1 1 .  Averaged  polarizance  vs.  source  beam  incidence  angle  for  four  values  of  Spectralon  reflectance. 
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Figure  12.  Averaged  polarizance  vs.  Spectralon  reflectance  for  eight  incidence  angles. 

4.  SUMMARY  AND  CONCLUSIONS 

Samples  of  Spectralon  with  four  nominal  reflectances  have  been  examined  for  polarizance  over  the  spectral  region  .65  to  1.0 
pm.  Polarizance  over  this  spectral  region  was  found  to  be  roughly  constant  and  polarizance  was  averaged  for  all  subsequent 
analysis.  Spectralon,  while  a  highly  lambertian  and  predictable  reflectance  standard,  exhibits  polarizance  that  increases  with 
increasing  incidence  angle.  Polarizance  also  increases  with  decreasing  reflectance. 

These  results  tell  us  that  the  test  of  the  reflective  optical  system  described  earlier  in  this  paper  must  be  done  with  a  diffuse 

non-directional  light  source.  Some  of  the  polarization  found  in  that  test  was  undoubtedly  due  to  the  method  of  illumination 
of  the  Spectralon. 


In  addition  to  die  results  reported  here,  a  large  number  of  measurements  of  Spectralon  were  done  at  additional  incidence 
angles  and  detector  positions.  These  data  will  be  used  in  future  to  perform  more  complete  polarimetric  analyses  of 
Spectralon  as  a  function  of  scatter  angle. 
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ABSTRACT 

A  limited  polarimetric  characterization  of  paint  samples  on  aluminum  substrates  is  presented.  Twelve  painted  aluminum 
panels,  representing  various  colors,  reflectances,  and  surface  finishes,  were  examined  in  a  spectropolarimetric  reflectometer. 
Data  were  analyzed  in  detail  for  the  0.9  to  1.0  micrometer  wavelength  region,  although  data  were  taken  over  a  wider  spectral 
range.  Polarizance  was  measured  for  the  twelve  samples  at  eight  input  beam  incidence  angles.  All  observations  were  made 
from  normal  to  the  sample.  Characterization  of  the  surface  roughness  of  the  samples  was  done  using  profilometers.  It  was 
found  that  as  the  incidence  beam  angle  increases,  the  polarizance  increases;  and  as  the  reflectance  of  the  sample  decreases, 
the  polarizance  increases. 

Keywords;  Polarimetry,  spectropolarimeter,  Mueller  matrix,  paint,  polarizance. 

1.  INTRODUCTION  AND  BACKGROUND 

In  a  previous  study1,  samples  of  Spectralon  with  four  nominal  reflectances  were  examined  for  polarizance  over  the  spectral 
region  .65  to  1.0  pm.  Polarizance  over  this  spectral  region  was  found  to  be  roughly  constant.  Spectralon,  while  a  highly 
lambertian  and  predictable  reflectance  standard,  exhibits  polarizance  that  increases  with  increasing  incidence  angle. 
Polarizance  also  increases  with  decreasing  reflectance. 

Spectralon  has  special  characteristics  because  of  its  scattering  properties.  Do  painted  surfaces  exhibit  the  same  properties? 
This  is  the  question  to  be  answered  in  the  present  work. 

In  order  that  the  painted  samples  be  referenced  to  some  standard,  paints  which  match  Federal  Standard  colors  (according  to 
the  manufacturer)  were  used.  Aluminum  panels  painted  with  paints  referenced  to  Federal  Standard  colors  were  placed  in  a 
spectropolarimetric  reflectometer.  Mueller  matrices  were  collected  on  the  painted  samples  and  polarizance  calculated. 

2.  FEDERAL  STANDARD  PAINTS  AND  SAMPLE  PREPARATION 

Federal  Standard  paints  and  colors  are  described  in  Federal  Standard  No.  595B,  Colors  Used  in  Government  Procurement. 
Standard  colors  are  identified  by  a  five  digit  code.  The  first  digit  of  the  code  represents  finish,  i.e.  gloss,  semi-gloss,  or  flat. 
The  second  digit  represents  a  color  grouping.  The  first  two  digits  are  then  assigned  as  shown  in  Table  1. 


First  Digit 

Finish 

Second  Digit 

Color  Grouping 

I 

Gloss 

0 

Brown 

2 

Semi-Gloss 

1 

Red 

3 

Flat 

2 

Orange 

3 

Yellow 

4 

Green 

5 

Blue 

6 

Gray 

7 

Miscellaneous 

8 

Fluorescent 

Table  1.  First  two  digits  of  Federal  Standard  Paint  Code 
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The  last  three  digits  are  assigned  as  the  reflectance,  from  000  to  999,  where  a  higher  reflectance  has  a  larger  number.  Color 
chips,  produced  as  part  of  the  Federal  Standard,  are  to  be  matched  to  meet  the  Standard.  A  list  of  suggested  pigments  and 
pigment  combinations  for  each  Federal  Standard  color  are  given.  Other  documents,  such  as  the  American  Society  for  Testing 
and  Materials  Standard  D  1729  and  D  2244  are  referenced  for  color  matching  criteria. 

A  source  for  paints  referenced  to  Federal  Standard  colors  is  the  Model  Master  line  of  paints  made  by  the  Testor  Corporation. 
A  selection  of  a  dozen  Model  Master  colors  was  chosen  for  this  study.  The  colors,  grouped  by  finish  and  in  order  of 
reflectance,  is  given  in  Table  2. 


Gloss  Color 
Gloss  White 
Gloss  Black 


Color  Number 

Semi-Gloss  Color 

Color  Number 

Flat  Color 

Color  Number 

17925 

Tan 

20400 

Flat  White 

37875 

17038 

Dark  Drab  (B52) 

24091 

Light  Gray 

36495 

Air  Mobility  Command  Gray 

36173 

Dark  Green  (B52) 

34096 

Olive  Drab 

34087 

Marine  Corps  Green 

34052 

Flat  Black 

37038 

US  Army  Helo  Drab 

34031 

Table  2.  Federal  Standard  paint  colors  used  in  study 

These  paints  were  sprayed  with  an  airbrush  onto  4”x4”  aluminum  panels.  The  aluminum  panels  were  cut  by  water  jet  to 
retain  flatness  from  16-gage  sheet  stock.  Panels  were  selected  that  had  uniform  finish  and  were  free  of  significant  marring 


3.  FOURIER  TRANSFORM  SPECTROPOLARIMETRY 


More  than  a  decade  ago,  a  spectropolarimeter  based  on  a  Nicolet  Fourier  transform  (FT)  infrared  spectrometer  was 
designed.  This  instrument  operates  in  die  infrared  (from  3-14  pm)  but  has  high  spectral  resolution  (better  than  4  cm'1). 
More  recently, ^a  spectropolarimeter  for  the  visible  has  been  developed  that  utilizes  a  broadband  source  and  a  filter  wheel  with 
suitable  filters  .  Here  the  spectral  resolution  and  the  number  of  spectral  elements  are  limited  by  the  filter  bandpass  and  the 
practical  size  of  the  filter  wheel. 

Current  FT  spectrometers  from  a  number  of  manufacturers  operate  from  the  ultra-violet  to  the  infrared,  covering  a 
wavelength  range  from  less  than  0.4  to  more  than  25  pm.  A  spectropolarimeter  based  on  one  of  these  modem  FT 
spectrometers  has  been  developed.  FT  spectrometer-based  spectropolarimeters  are  the  most  convenient  and  productive 
method  of  gathering  large  quantities  of  polarimetric  data. 


3.1  Instrumentation 

The  external  appearance  of  the  spectropolarimeter  is  shown  in  the  photo  in  Figure  1.  Figure  2  shows  a  diagram  of  the 
measurement  configuration.  The  spectrometer  is  operated  in  the  normal  fashion  for  one  orientation  of  the  polarization 
elements  in  the  polarimeter.  A  series  of  spectra  is  taken  with  the  polarization  elements  in  a  set  of  predetermined  orientations 
The  spectra  at  all  of  the  polarimeter  settings  (element  orientations)  are  reduced  as  a  single  data  set.  Data  reduction  is 
performed  on  this  data  set  one  wavelength  at  a  time  resulting  in  Mueller  matrix  spectra.  Further  data  reduction  can  produce 
diattenuation,  retardance,  depolarization,  and  other  spectra. 

Measurements  for  the  present  study  were  made  from  0..65  pm  to  1.0  pm.  The  polarization  elements  used  in  the 
spectropolanmetric  measurements  were  Glan-Thompson  polarizers  and  Karl  Lambrecht  achromatic  retarders. 
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Figure  1.  Photograph  of  FT  spectropolarimetric  reflectometer 
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Figure  2.  Diagram  of  FT  spectropolarimeter 


3.2  Data  Reduction 


The  Mueller  matrix  provides  the  most  complete  polarization  information  about  a  sample  and  requires  the  most  sophisticated 
polarimeter  configuration  and  data  reduction  techniques.  We  have  followed  the  dual  rotating  retarder  method  described  by 
Azzam  .  Figure  3  shows  the  configuration  of  a  dual  rotating  retarder  polarimeter.  It  consists  of  a  sample  between  a 
polarization  state  generator  and  polarization  state  analyzer  each  comprised  of  a  stationary  linear  polarizer  and  rotating 
quarter- wave  linear  retarder.  When  the  retarders  are  rotated  in  a  five  to  one  ratio,  all  sixteen  elements  of  the  sample  Mueller 
matrix  are  encoded  onto  twelve  harmonics  of  the  detected  intensity  signal,  which  can  then  be  Fourier  analyzed  to  recover  the 
Mueller  matrix  elements.  Quantities  such  as  diattenuation,  retardance,  and  depolarization  (scattering)  can  be  obtained  from 
the  Mueller  matrix. 


POLARIZER  RETARDER  RETARDER  POLARIZER 


POLARIZATION  STATE  POLARIZATION  STATE 

GENERATOR  ANALYZER 


Figure  3.  Dual  rotating  retarder  configuration 

The  data  reduction  algorithm  for  this  polarimeter  as  originally  presented  by  Azzam  assumes  ideal  polarization  elements  and 
no  orientation  errors.  The  data  reduction  algorithms  may  be  generalized  to  compensate  for  systematic  errors  which  result 
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when  orientation  misalignment  and  non-ideal  retarders  are  used.  If  the  polarization  elements  are  rotationally  misaligned,  or 
the  retarders  do  not  have  exactly  one-quarter  wave  of  retardance,  the  changes  in  Fourier  amplitudes  and  phases  result  in 
errors  in  the  sample  Mueller  matrix.  Even  small  orientation  and  retardance  errors  (<1°)  can  lead  to  large  errors  in  the 
measured  Mueller  matrix  (>  10%  in  some  matrix  elements).  These  errors  become  especially  important  when  the  retardance 
and  alignment  vary  significantly  from  their  nominal  values  such  as  in  multi-wavelength  or  spectral  instruments.  We  have 
incorporated  correction  terms  for  large  orientation  and  retardance  errors  into  the  dual  rotating  retarder  data  reduction 
algorithm.  The  data  reduction  equations  we  have  developed  correct  for  orientation  errors  up  to  22.5°  and  retardance  errors  up 
to  X/8.  These  equations  are  quite  lengthy  and  the  reader  is  referred  to  prior  presentations6. 

4.  EXPERIMENTAL  TECHNIQUE  AND  RESULTS 

The  painted  aluminum  panels  are  shown  in  Figure  4.  The  samples  were  placed  in  the  spectropolarimeter  and  rotated  to  nine 
angles.  Data  were  collected  at  these  nine  angles  such  that  the  detector  was  always  aligned  to  the  normal  of  the  surface  of  the 
sample.  The  coordinate  system  is  shown  in  Figure  5,  and  a  table  of  the  angles  used  is  given  in  Table  3.  Angles  measured  in 
the  clockwise  direction  are  positive  and  angles  measured  in  the  counterclockwise  direction  are  negative. 


Sample 

Detector 

-45 

135 

-60 

120 

-75 

105 

-80 

100 

-83 

97 

-85 

95 

1 

OO 

93 

-88 

92 

-89 

91 

Table  3.  Sample  and  detector  angles  used  in  data  collection. 
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Figure  4.  Painted  aluminum  panels. 
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Data  from  the  measurements  were  reduced  to  normalized  Mueller  matrices.  Polarizance,  the  degree  of  polarization  of  the 
transmitted  light  when  unpolarized  light  is  incident7,  was  computed  from  the  Mueller  matrices  as 

P  =  \mIO  +m20  +  m30 
m00 

A  plot  of  polarizance  versus  wavelength  from  .65  to  1.0  pm  for  five  samples  oriented  at  -45°  is  shown  in  Figure  6.  The 
polarizance  for  Spectralon  was  constant  across  this  spectral  range,  but  the  painted  samples  have  structure,  particularly  in  the 
0.65  to  0.85  pm  region.  Polarizance  is  approximately  constant  over  the  0.9  to  1.0  pm  spectral  region  and  all  subsequent 
calculations  and  plots  are  for  this  region. 
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Figure  6.  Spectral  polarizance  for  five  samples,  -45°  source  incidence  angle. 

An  average  reflectance  at  a  -15°  source  incidence  angle  (as  close  to  normal  reflectance  as  can  be  measured  with  this 
instrument)  was  measured  for  all  the  samples.  These  results  are  shown  in  Table  4. 


Gloss  Color 

Reflectance 

Semi-Gloss  Color 

Reflectance 

Flat  Color 

Reflectance 

Gloss  White 

.556 

Tan 

.598 

Flat  White 

.630 

Gloss  Black 

.006 

Dark  Drab  (B52) 

.128 

Light  Gray 

.391 

Air  Mobility  Command  Gray 

.173 

Dark  Green  (B52) 

.175 

Olive  Drab 

.088 

Marine  Corps  Green 

.131 

Flat  Black 

.035 

US  Army  Helo  Drab 

.101 

Table  4.  Average  reflectance  of  Federal  Standard  paints  at  -15°  source  incidence  angle. 

Surface  roughness  of  the  samples  was  measured  with  two  types  of  profilometers.  Results  from  the  measurements  made  with 
a  Zygo  profilometer  are  given  in  Table  5,  and  these  results  are  consistent  with  those  obtained  with  a  Tencor  profilometer  (not 
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given  here).  The  surfaces  painted  with  the  flat  paints  have  a  roughness  in  the  1-3  pm  range,  the  semi-gloss  paints  have  a 
roughness  of  approximately  0.5  pm,  and  the  gloss  paints  are  an  order  of  magnitude  smaller  in  roughness  at  0.05  pm.  A  bare 
aluminum  sample  was  also  measured  and  found  to  have  a  roughness  of  .38  pm  or  less,  although  microscopic  examination  of 
the  bare  metal  shows  stria  not  found  in  the  painted  samples. 


Gloss  Color 
Gloss  White 

RMS  Roughness 
60  nm 

Semi-Gloss  Color 
Tan 

RMS  Roughness 
430  nm 

Flat  Color 

Flat  White 

RMS  Rouehness 
3260  nm 

Gloss  Black 

50  nm 

Dark  Drab  (B52) 

460  nm 

Light  Gray 

2530  nm 

Air  Mobility  Command  Gray 

1380  nm 

Bare  Aluminum 

Dark  Green  (B52) 

1070  nm 

380  nm 

Olive  Drab 

2290  nm 

Marine  Corps  Green 

1150  nm 

Flat  Black 

2400  nm 

US  Army  Helo  Drab 

1210  nm 

Table  5.  RMS  roughness  of  painted  panels. 

Polarizance  versus  source  beam  incidence  angle  is  plotted  in  Figure  7,  8  and  9.  The  polarizance  is  observed  to  increase  as  the 
incidence  angle  increases  and  to  increase  as  the  reflectance  of  the  paint  decreases. 

The  polarizance  versus  paint  reflectance  for  five  incidence  angles  and  six  paint  samples  is  plotted  in  Figure  10.  Polarizance 
is  seen  to  uniformly  increase  with  increasing  incidence  angle. 
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Figure  8.  Averaged  polarizance  vs.  source  beam  incidence  angle  for  two  gloss  paints 
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POLARIZANCE 
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Figure  9.  Averaged  polarizance  vs.  source  beam  incidence  angle  for  two  semi-gloss  paints. 
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Figure  10.  Averaged  polarizance  vs.  reflectance  for  six  paint  samples  and  five  incidence  angles. 

5.  SUMMARY  AND  CONCLUSIONS 

Twelve  samples  of  aluminum  painted  with  Federal  Standard  paints  were  examined  with  a  spectropolarimetric  reflectometer 
over  the  0.9  to  1 .0  pm  spectral  region.  Polarizance  was  computed  from  measured  Mueller  matrices.  The  polarizance  values 
given  in  this  paper  were  averaged  values  over  this  spectral  region  since  the  polarizance  was  nearly  constant. 

The  purpose  of  this  work  was  to  relate  the  polarizance  to  reflectance  of  the  paint  and  the  incidence  angle.  As  was  found  for 
Spectralon  in  an  earlier  work',  polarizance  was  found  to  increase  with  decreasing  reflectance  and  to  increase  with  increasing 
incidence  angle.  This  generalization  holds  true  for  all  surface  roughnesses  if  they  are  compared  to  like  surfaces. 
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ABSTRACT 

A  near  infrared  Stokes  imaging  polarimeter  is  described.  Basic  principles  of  operation  are  presented,  system  specifications 
are  given,  and  polarization  elements  are  characterized.  System  control  software  and  data  reduction  techniques  are  briefly 
explained.  Examples  of  scenes  collected  as  visible  photos,  visible  and  near  infrared  intensity  images,  and  visible  and  near 
infrared  polarization  images  are  presented. 

Keywords:  Polarization,  near  infrared  polarimetry,  polarization  imaging,  Stokes  polarimetry. 

1.  INTRODUCTION  AND  BACKGROUND 

This  paper  describes  a  near  infrared  Stokes  imaging  polarimeter.  There  are  a  number  of  different  techniques  to  acquire  full 
Stokes  vector  information  on  an  extended  scene1-6.  We  have  used  rotating  retarder  polarimetry  in  this  work.  An  illustration 
of  this  technique  is  shown  in  Figure  1 .  A  focal  plane  detector  array  images  light  from  the  image  source.  A  polarizer  and 
retarder  are  placed  in  front  of  the  focusing  optics.  The  polarizer  is  closest  to  the  optics  and  its  polarization  axis  is  fixed  in 
some  convenient  orientation.  A  quarter  wave  retarder  is  then  placed  in  front  of  the  polarizer.  During  image  collection,  the 
retarder  is  rotated  to  many  different  positions.  An  image  is  collected  and  stored  for  each  of  the  retarder  positions  and  a 
Stokes  vector  is  computed  for  each  pixel  of  the  imaging  array  during  a  later  data  reduction  computation  This  rotating 
retarder  method  has  the  advantage  that  implementation  is  relatively  easy  and  straightforward.  Components  that  make  up  the 
system  may  be  purchased;  most  of  the  development  required  is  for  software.  The  polarimeter  system  is  rugged  and  portable 
We  have  previously  built  and  operated  a  Stokes  imaging  polarimeter  for  the  visible  based  on  a  silicon  focal  plane  array  and 
using  the  same  principles  ;  the  work  described  here  concerns  a  near-infrared  polarimeter. 

2.  SYSTEM  DESCRIPTION 


2.1  Instrumentation 

A  system  block  diagram  is  shown  in  Figure  2.  A  computer,  which  may  be  a  laptop  in  a  docking  station,  controls  the 
operation  of  the  system.  Image  acquisition  and  stage  controller  boards  are  inserted  into  the  computer.  In  this  case  the  image 
acquisition  card  is  a  National  Instruments  PCI  1424  digital  acquisition  card  and  is  connected  to  the  camera  electronics  The 
stage  controller  is  a  Newport  product  and  is  connected  via  an  interface  box  to  Newport  495B  rotary  stages  These  stages 
have  high  resolution  (0.001°)  but  are  not  very  fast  (8°  per  second).  Both  the  polarizer  and  retarder  are  placed  in  rotating 
s  ges  for  alignment  purposes;  the  retarder  is  the  only  element  which  rotates  during  data  collection.  The  polarizer  is  a  Melles 
Gnot  near-infrared  polarizer  and  the  retarder  is  a  Lambrecht  Si02/MgF2  achromatic  near-infrared  retarder.  Parallel  and 
perpendicular  transmission  of  the  polarizer  referenced  to  Glan-Thompson  prisms  is  shown  in  Figure  3.  Retardance  vs 
wavelength  is  plotted  in  Figure  4.  A  filter  may  be  placed  in  front  of  the  rotating  retarder  in  order  to  restrict  the  wavelength 
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range  of  the  system.  A  silicon  window  makes  a  good  filter  for  this  system.  Silicon  transmission  is  shown  in  Figure  5.  The 
camera  is  a  Sensors  Unlimited  InGaAs  model  SU320-1.7RT-D.  The  format  is  320x240  with  40  pm  pixel  pitch.  It  is  sensitive 
to  .9  to  1.7  pm  radiation.  Typical  responsivity  for  InGaAs  is  shown  in  Figure  6.  Digitization  is  12  bit  uncorrected.  Our 
camera  has  many  dead  pixels  and  requires  a  nonuniformity  correction  for  best  results.  We  have  taken  data  in  order  to 
accomplish  the  nonuniformity  correction,  but  have  not  implemented  this  correction.  Data  obtained  for  this  paper  is  raw 
camera  data  with  a  background  subtraction.  The  background  subtraction  and  nonuniformity  correction  procedures  are 
described  in  the  section  on  calibration.  LabView  was  used  to  operate  the  system  and  control  data  collection.  A  photograph 
of  the  system  is  shown  in  Figure  7. 


POLARIZATION  STATE  ANALYZER 


Figure  1.  Diagram  of  rotating  retarder  Stokes  polarimetry 
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Figure  2.  System  block  diagram 
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Figure  3.  Measured  transmission  vs.  wavelength  of  near  infrared  polarizer 
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Figure  4.  Retardance  vs.  wavelength  (theoretical),  Lambrecht  retarder 


Figure  7.  Photograph  of  the  imaging  system  hardware 
2.2  Data  acquisition  and  reduction 

Images  are  acquired  at  8  or  16  positions  of  the  retarder,  i.e.  over  a  180°  or  360°  total  rotation,  and  this  is  selected  by  the  user 
at  the  start  of  the  data  collection.  Subsequent  calculations  are  performed  on  a  per  pixel  basis  to  eventually  obtain  a  Stokes 
vector  for  each  pixel  for  each  image.  Derived  quantities  such  as  degree  of  linear  polarization,  degree  of  circular  polarization, 
degree  of  polarization,  ellipticity,  and  orientation  also  can  be  calculated  and  provided  in  an  image  format. 

The  data  reduction  is  accomplished  using  the  measurement  matrix  method7.  A  row  vector  is  formed  from  the  top  row  of  the 
polarization  optics  Mueller  matrix: 

A  =  (m0o  m01  m02  n»03)  (1) 

The  detected  intensity  for  a  single  position  of  the  polarization  optics  with  an  incident  Stokes  vector  is 

I  =  AS  jnc  (2) 

We  then  form  the  measurement  matrix  from  N  positions  of  the  polarization  elements: 
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The  detected  intensity  I  for  a  sequence  of  polarization  optics  positions  is 
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The  inverse  of  the  measurement  matrix  is  then  multiplied  times  the  detected  intensity  vector  to  obtain  the  incident  Stokes 
vector,  i.e. 


Sine  =  W 


-17 


(5) 


The  advantages  of  this  approach  are  that  the  data  reduction  matrix  is  computed  from  ideal  polarization  element  response,  the 
data  is  derived  from  measured  individual  polarization  elements,  and  the  polarimetric  data  reduction  matrix  is  measured 
during  calibration  of  the  polarization  optics  as  a  system.  The  computation  is  over-determined,  and  the  pseudo-inverse 
performs  a  least  squares  fit  to  the  data,  equivalent  to  a  Fourier  data  reduction.  The  computation  is  efficient;  it  is  implemented 
in  software  as  a  matrix  multiplication. 

23  Calibration  and  nonuniformity  correction 

It  is  our  intent  to  calibrate  the  reponse  of  the  camera  in  order  to  compensate  for  nonuniformities  and  to  remove  the  effect  of 
dead  pixels.  Data  has  been  taken  using  an  integrating  sphere  system;  however  this  data  has  not  been  reduced  yet.  We  intend 
to  use  the  following  procedure:  We  take  the  difference  between  a  bright  uniform  scene  and  a  dark  field  uniform  scene.  Any 
pixel  with  a  difference  outside  of  "N"  standard  deviations  (user-defined)  from  the  mean  is  considered  bad.  This  procedure  is 
used  to  locate  all  the  bad  pixels  and  to  provide  gain  and  offset  corrections  for  the  good  pixels.  In  the  final  image,  bad  pixels 
are  replaced  by  an  average  of  the  8  neighbors  and  each  good  pixel's  response  is  corrected  using  the  gain  and  offset  values. 

For  the  work  described  here,  a  background  count  image  was  collected  and  stored.  During  data  reduction,  background  values 
are  subtracted  from  the  raw  image.  This  procedure  significantly  improves  the  imagery,  but  does  not  remove  dead  pixels. 


3,  RESULTS 

We  show  a  few  examples  of  scenes  taken  with  the  Stokes  near  infrared  imaging  polarimeter  as  well  as  photographs  and 
visible  Stokes  polarimeter  images  for  comparison. 

Figure  8  is  a  photo  of  a  scene  of  a  car  on  a  muddy  field.  Figure  9  is  the  same  scene  taken  with  the  near  infrared  camera,  and 
is  the  intensity  image,  or  the  image  that  is  the  S0  component  of  the  Stokes  vector.  Figure  10  is  the  degree  of  linear 
polarization  (DOLP)  image.  Although  this  was  an  overcast  day,  the  rear  window  of  the  car  has  a  significant  polarization 
signature,  a  DOLP  above  0.2.  The  muddy  areas  in  this  image  have  a  DOLP  of  around  0.02,  whereas  the  grass  DOLP  is 
around  0.015  or  less.  Figure  1 1  is  the  near  infrared  orientation.  Most  of  the  scene  is  at  a  -45°  or  greater  orientation  whereas 
the  side  window  of  the  car  is  at  approximately  +45°.  The  visible  camera  intensity  image  is  shown  in  Figure  12.  Figure  13  is 
the  image  that  corresponds  to  the  S2  component  of  the  Stokes  vector.  Most  of  the  scene  has  a  value  of  S2  near  0,  but  the  car 
windows  have  significant  and  orthogonal  values.  The  orientation  image  in  Figure  14  emphasizes  this,  as  the  car  windows 
have  orientations  on  either  side  of  0°.  Figure  15  is  a  photo  of  a  crane.  Figure  16  is  the  near  infrared  intensity  image  and 
Figure  17  is  the  near  infrared  DOLP.  It  is  difficult  to  distinguish  the  crane  from  the  background,  the  movement  of  the 
vegetation  causes  a  false  polarization  signature.  The  water  in  a  puddle  in  front  of  the  crane  has  a  DOLP  higher  than  anything 
else  in  the  scene.  The  pictures  shown  here,  as  well  as  many  more  that  we  have  collected,  are  much  more  meaningful  in  color. 
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Figure  12.  Visible  intensity  image  Figure  13.  Visible  S2  image 
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Figure  14.  Visible  orientation  image 


Figure  15.  Crane 


Figure  16.  Near  infrared  intensity  image  of  crane 


Figure  17.  Near  infrared  DOLP 


4.  SUMMARY  AND  CONCLUSIONS 

We  have  built  and  operated  a  near  infrared  imaging  Stokes  polarimeter.  Imagery  from  the  polarimeter  has  shown  that  there 
are  interesting  polarization  effects  in  this  spectral  region.  Further  work  in  calibration,  nonumfomuty  correction,  and  spectral 
filtering  is  needed  to  better  obtain  quantitative  near  infrared  measurement  results. 
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ABSTRACT 

Birefringence  in  quartz  and  sapphire  plates  was  measured  at  632.8  nm.  The  observed  birefringence  is  presumed  to  be  caused 
by  a  tilt  in  the  optic  axis  with  respect  to  the  plate  geometry.  Two  instrumental  methods  were  used  to  make  the  measurements. 
A  Mueller  matrix  laser  polarimeter  was  used  at  the  Air  Force  Research  Laboratory,  and  the  Exicor  system  was  used  at  Hinds. 
The  measurement  techniques  are  described  and  results  are  presented. 

Keywords:  Birefringence,  sapphire,  quartz,  polarimetry. 

1.  INTRODUCTION  AND  BACKGROUND 

Quartz  and  sapphire  are  uniaxial  crystals,  and  the  birefringence  of  these  materials  can  be  easily  observed  when  the  crystal  is 
oriented  such  that  a  light  beam  experiences  the  extraordinary  and  ordinary  indices.  If  the  optic  axis  of  the  crystal  is  aligned 
with  die  axis  of  the  optical  system,  no  intrinsic  birefringence  will  be  observed.  However,  if  these  two  axes  are  not  aligned,  a 
birefringence  originating  in  the  angle  between  these  two  axes  will  be  observable. 

Plates  of  quartz  and  sapphire  were  obtained  that  were  cut  and  polished  so  that  the  crystalline  optic  axis  was  tilted  from  the 
normal  to  the  faces  of  the  plates.  The  tilt  angles,  established  from  x-ray  diffraction  measurements,  are  small  as  is  evident 
from  Table  1. 
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1.0° 

-2.47  x  10* 
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1.11  x  10* 

1.5° 

-5.55  x  10* 

O 

© 

6-91  x  10*  2.5°  -1.54  x  10* 

5.0°  -6.15  x  10* 

Table  1  Quartz  and  sapphire  sample  axis  tilts  and  birefringence 

51 


The  birefringence  experienced  by  light  normally  incident  on  the  plates  is 


An  =(ne  -no)sin^0 

where  (ne  -n0)  is  the  intrinsic  birefringence  and  0  is  the  tilt  angle.  Table  1  shows  the  net  birefringence  for  each  tilt  angle 

for  both  quartz  and  sapphire.  The  intrinsic  birefringence  values  at  X  =  632.8  nm  were  taken  to  be  0.0091  for  quartz  and  - 
0.0081  for  sapphire. 

Two  of  us  (Goldstein  and  Deibler)  made  measurements  of  the  plates  with  a  Mueller  matrix  laser  polarimeter  at  AFRL  and  the 
one  of  us  (Wang)  made  measurements  with  the  Hinds  Exicor  system.  The  Exicor  system  is  designed  to  measure  extremely 
small  birefringence  (to  .005  nm).  The  laser  polarimeter  is  designed  to  make  Mueller  matrix  measurements.  The  purposes  of 
the  measurement  of  these  tilted  axis  plates  were  fourfold:  1)  to  determine  if  the  nominal  tilt  angles  were  found  from  the 
measurements,  2)  to  determine  if  the  samples  would  be  useful  low  birefringence  standards,  3)  to  compare  the  laser 
polarimeter  measurements  with  the  Exicor  measurements,  and  4)  to  determine  the  capability  of  the  laser  polarimeter  for  low 
birefringence  measurements.  The  measurement  techniques  are  described  in  the  following  sections. 

2.  LASER  POLAREMETRY 


2.1  Instrumentation 

The  plates  were  measured  with  a  Mueller  matrix  laser  (stabilized  CW  HeNe  @  6328  A)  polarimeter1  using  the  dual  rotating 
retarder  configuration2.  The  detector  is  connected  to  a  digital  multimeter,  there  is  no  modulation  of  the  signal,  and  no  lock-in 
amplification  is  used.  The  first  retarder  is  rotated  72  times  in  5°  increments  while  the  second  retarder  is  rotated  in  25° 
increments.  This  polarimeter  was  designed  and  has  been  used  to  measure  electrooptic  properties  of  bulk  material  with  or 
without  electric  and/or  magnetic  fields  applied.  The  complete  Mueller  matrix  of  the  sample  is  obtained. 

One  advantage  of  this  method  is  that  the  measurement  does  not  depend  on  the  rotational  orientation  of  the  sample  about  the 
optic  axis  of  the  system. 

The  system  is  not  optimized  for  measurement  of  small  birefringence.  In  fact,  these  measurements  were  the  first  use  of  the 
system  with  samples  of  small  birefringence,  and  elements  of  the  Mueller  matrix  not  used  in  previous  measurements  were 
used  in  the  data  reduction  for  the  sapphire  plates. 

A  conservative  estimate  of  the  error  in  orienting  the  plate  normal  to  the  optic  axis  (the  laser  beam)  is  15’  (or  .25°)  but  it  is 
probably  considerably  smaller  than  this.  When  the  sapphire  plate  is  placed  normal  to  the  (stabilized)  laser  source,  the 
backreflection  destabilizes  the  laser  -  when  this  happens,  the  beam  is  very  close  to  normal.  In  order  to  counter  this,  the  laser 
intensity  was  reduced  using  neutral  density  filters  (presumably  free  of  birefringence).  This  has  the  effect  of  reducing  the 
signal  to  noise.  In  order  to  be  sure  that  the  orientation  error  is  smaller,  the  distance  between  the  sample  and  the  source  would 
have  to  be  greater.  This  is  currently  not  practical  without  moving  the  laser  off  the  optics  table. 

A  diagram  of  the  optical  setup  is  shown  in  Figure  1 .  The  dual  rotating  retarder  configuration  has  two  retarders  inside  two 
polarizers  symmetrically  arranged  about  a  sample.  In  our  setup,  both  laser  sources  used  are  highly  polarized,  and  the  initial 
polarizer  of  the  dual  rotating  retarder  configuration  is  unnecessary.  All  polarimeter  elements  as  well  as  the  sample  were 
placed  in  rotary  stages.  A  silicon  detector  was  used.  A  high  quality  Glan-Thompson  polarizer  is  used  as  the  final  polarizer  in 
the  system  in  each  case,  and  is  assumed  to  have  ideal  diattenuation.  Zero-order  waveplates  of  nominal  quarter  wave 
retardance  for  the  laser  wavelengths  were  used  as  the  dual  rotating  retarders.  The  detector  and  associated  electronics  have  a 
maximum  dynamic  range  of  approximately  103  so  that  extinction  ratios  larger  than  this  can  not  be  measured. 
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Figure  1.  Diagram  of  Mueller  matrix  laser  polarimeter. 


2.2  Experimental  procedure 

The  measurements  were  made  by  first  taking  three  calibration  measurements  (measurements  without  the  sample  in  place)  and 
using  this  data  to  determine  the  rotation  misalignment  of  the  retarders  and  polarizer.  Using  the  equations  developed  by 
Goldstein  and  Chenault4,  these  errors  are  used  in  the  measurements  to  correct  for  the  misalignment. 

We  assume  that  the  samples  are  pure  linear  retarders  so  that  the  data  reduction  is  based  on  our  knowledge  of  the  form  of  a 
linear  retarder  with  rotated  fast  axis.  The  sample  Mueller  matrix  was  measured  three  times  each  at  0,  22.5, 45,  67.5  and  90 

degrees  of  rotation  about  the  optic  axis.  Retardance  values  for  8  for  the  measured  Mueller  matrices  were  calculated  using  the 
equations 


5  =  sin~*  ^ 

Uj(0«)  +  mj(45#) 

8  =  sin"”*  ^ 

y  (22.5°) + m  y  (67.5°) 

8  -  sin-*  ^ 

m  ij  (45°) +  m  jj  (90°) 

where  the  subscripts  ij  are  the  Mueller  matrix  elements  24, 34, 42,  and  43. 

The  measured  tilt  angle  is  then  found  from 


a  .  -l  5X  180 
S"  v  2n(.009l)  n 

where  t  is  the  thickness,  measured  to  be  0.00358 1  meters  for  the  quartz  samples  and  0.003556  meters  for  the  sapphire 
samples,  X  is  the  wavelength  of  the  HeNe  laser  6328  A,  and  .0091  is  the  published  birefringence  for  quartz  ((n,  -  ml  = 
0.0081  for  sapphire) . 
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3.  BIREFRINGENCE  MEASUREMENT  WITH  EXICOR 


3.1  Instrumentation 


The  Exicor  system5,6  consists  of  three  major  parts:  an  optical  bench,  an  electronic  compartment,  and  a  computer.  A  block 
diagram  for  the  optical  bench  of  this  instrument  is  shown  in  Figure  2.  The  optical  bench  has  three  modules.  The  upper 
module  contains  a  polarized  HeNe  laser,  a  Glan-Thompson  polarizer,  and  a  photoelastic  modulator  (PEM).  The  middle 
module  is  a  sample  holder  mounted  on  a  computer-controlled  X-Y  stage.  The  Exicor  instrument  used  here  has  a  6in  x  6in  X- 
Y  stage  that  allows  the  capability  of  simultaneous  mapping  of  2-D  images  for  both  magnitude  and  angle  of  the  birefringence 
in  a  sample  with  variable  spatial  resolutions.  The  lower  module  of  the  optical  compartment  includes  a  partial  reflection 
mirror  and  two  detecting  assemblies.  The  partial  reflection  mirror  transmits  about  half  of  the  light  beam  after  the  sample  to 
analyzer  1  and  detector  1  (channel  1),  and  reflects  the  other  half  at  a  small  angle  (2  -  5°)  to  analyzer  2  and  detector  2  (channel 
2).  The  small  reflection  angle  used  in  this  configuration  is  crucial  to  minimizing  the  polarization  artifacts  due  to  reflection. 
TTie  electronic  signals  generated  at  the  detector  are  processed  using  a  single  lock-in  amplifier  (EG&G  model  7265)  with  two 
inputs  for  sequential  data  processing  for  the  two  channels.  In  principle,  two  lock-in  amplifiers  can  be  used  for  simultaneous 
measurements  to  speed  performance.  In  this  instrument,  the  output  from  the  lock-in  amplifier  is  taken  into  a  computer,  and 
the  magnitude  and  angle  of  the  linear  birefringence  is  displayed. 


Laser 


Figure  2.  Optical  layout  of  the  Exicor  birefringence  measurement  system. 

The  Exicor  birefringence  measurement  system  is  specifically  designed  for  measuring  very  small  linear  retardation  in  a 
sample.  The  most  common  application  of  the  Exicor  systems  is  to  measure  residual  linear  birefringence  in  high  quality 
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optical  elements  used  in  optical  lithography  systems.7,8  A  typical  optical  component  used  in  lithography  steppers,  such  as  a 
photomask  blank  or  a  lens  blank,  is  made  of  either  fused  silica  (amorphous)  or  calcium  fluoride  (cubic  crystal).  Those 
materials  exhibit  only  residual  birefringence  in  the  visible  spectral  region.  When  produced  by  a  refined  annealing  process,  a 
high  quality  optical  component  has  residual  retardation  values  on  the  order  of  only  0. 1  nm.9 


The  development  of  the  Exicor  birefringence  system  was  primarily  motivated  by  the  suppliers  of  high  quality  fused  silica  and 
calcium  fluoride  materials  to  the  optical  lithography  industry.  The  Exicor  birefringence  measurement  system  provides  a 
sensitivity  of  <0.005  nm  (<1/100,000  of  a  wavelength  at  632.8  nm)  for  linear  retardation  measurements.  This  instrument  is 
essentially  an  incomplete  polarimeter  applicable  to  a  specific  industrial  application.  The  calcium  fluoride  and  fused  silica 
samples  for  the  optical  lithography  are  in  the  highest  optical  quality  available  to  the  industry.  They  have  high  purity,  nearly 
no  color  centers,  and  well  polished  surfaces.  Therefore,  those  samples  should  have  negligible  circular  birefringence,’ 
diattenuation  and  depolarization.  Residual  linear  birefringence  is  the  primary  concern  of  those  samples. 


In  this  paper,  we  are  also  primarily  concerned  with  linear  retardation.  The  Exicor  birefringence  measurement  system  is 
applicable  to  this  study.  The  Exicor  system  has  the  capability  of  measuring  more  parameters  than  just  linear  retardation.  For 
example,  the  signal  for  circular  birefringence  appears  at  a  different  harmonic  of  the  PEM’s  modulation.  Since  the  goal  here  is 
to  determine  low  level  linear  retardance  (both  magnitude  and  angle  of  fast  axis)  in  a  sample  with  high  sensitivity,  one  of  the 
authors  (Wang)  did  not  attempt  to  make  this  instrument  a  complete  polarimeter  for  measuring  all  possible  parameters.  As 
reported  previously,  a  dual  PEM  system  is  capable  of  measuring  all  16  Mueller  matrix  elements  of  a  sample. ,<M2 

3.2  Experimental  procedure 

The  sapphire  and  quartz  plates  are  approximately  2.54  cm  in  diameter.  The  X-Y  stage  of  the  Exicor  system  changed  location 
by  1  mm  intervals,  and  the  beam  size  used  was  about  1  mm.  Data  were  collected  over  the  face  of  the  plates  within  a  2-3  mm 
margin  from  the  edge  of  the  plates.  More  than  300  data  points  were  actually  recorded  for  each  sample. 

4.  RESULTS 

Measurement  results  are  summarized  in  Table  2.  There  are  two  Exicor  results  in  this  table.  The  first  is  the  average  of  all  data 
points  (>300)  measured  over  die  face  of  the  samples.  The  second  is  the  average  over  a  central  region  of  the  plate,  either  3x3 
or  2x2  data  points.  The  Mueller  matrix  polarimeter  measurements  were  initially  done  with  the  beam  passing  through  the 
estimated  center  of  the  plates,  and  the  central  region  average  from  the  Exicor  data  should  encompass  and  represent  this 
estimated  center. 

There  are  three  comments  to  be  made  about  the  information  in  this  table.  First,  the  laser  used  for  the  sapphire  measurements, 
a  stabilized”  HeNe,  was  found  to  be  extremely  unstable  when  we  attempted  to  measure  the  quartz  samples.  Another  HeNe 
laser  with  no  stabilization  was  substituted  for  the  original  laser  and  was  found  to  be  much  more  stable.  We  were  successful 
in  measuring  the  sample  with  0.25°  tilt  with  the  second  laser,  where  we  could  not  measure  this  tilt  in  the  sapphire  sample 

because  of  the  noise,  presumably  from  the  original  laser.  The  system  noise  precludes  measurement  of  tilt  smaller  than  0  25° 
with  the  laser  polarimeter. 


Second,  one  can  observe  that  the  Exicor  results  for  the  average  and  for  the  central  region  are  generally  different.  The  reason 
for  this  becomes  obvious  on  examination  of  a  plot  of  the  Exicor  measurements.  Figure  3  shows  plots  of  the  Exicor  data  for 
the  2°  quartz  and  2.5°  sapphire  samples  where  the  retardance  is  plotted  in  the  z  direction.  The  retardance  displays  a  bullseye 
pattern  with  additional  diagonal  ridges.  The  values  near  the  center  are  clearly  different  from  those  away  from  the  center. 
Similar  retardation  patterns  have  also  been  observed  for  regular  waveplates  of  different  materials.13  The  reason  for  this 
pattern  in  retardance  and  hence  birefringence  is  unknown.  The  Exicor  data  shows  that  the  magnitudes  of  variations  increase 
with  the  tilt  angles  of  the  plates.  We  suspect  that  both  crystal  quality  and  manufacturing  processes  may  have  contributed  to 
the  retardation  inhomogeneity  of  those  plates. 
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*  Not  measured  in  the  case  of  the  laser  polarimeter  or  data  not  reduced  in  the  case  of  the  Exicor  system. 


Table  2  Measured  tilt  angles  for  quartz  and  sapphire. 

Figure  3.  Retardance  plots  for  quartz  (2.0°,  left)  and  sapphire  plates  (2.5°,  right). 


Figure  4  Retardance  plots  for  quartz  plates  (tilt  angles  at  0.125°,  left;  0.5°,  right). 


Third,  when  nominal  axis  tilt  is  below  0.5°,  the  fast  axis  angles  of  the  plates  are  not  well  defined  as  shown  in  the  Exicor 
birefringence  map  (left)  of  the  0.25°  quartz  plate  in  Figure  4.  This  is  perhaps  due  to  the  fact  that  the  residual  birefringence  in 


the  plates  is  the  dominant  effect.  When  the  nominal  axis  tilt  is  0°,  the  retardation  measured  using  the  Exicor  should  reflect  the 
residual  birefringence  level  of  the  plates.  The  Exicor  measurements  of  over  300  data  points  for  the  quartz  plate  with  0° 
nominal  axis  tilt  give  a  retardation  average  of  0.51 1  nm,  a  standard  deviation  of  0.201  nm,  and  a  maximum  retardation  of  1.3 
nm  a  retardation  of  0.51 1  nm  at  a  fixed  fast  axis  angle  would  correspond  to  0.23°  optical  axis  tilt  in  a  quartz  sample  of 
0.0036  m  thick.  However,  the  birefringence  map  of  the  0.25°  quartz  plate  clearly  shows  that  the  fast  axis  angles  at  different 
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sampling  spots  are  nearly  random.  Therefore,  it  is  not  meaningful  to  calculate  tilt  angles  below  0.5°  for  those  plates.  When 
the  nominal  tilt  angle  is  0.5°,  the  fast  axes  at  different  spot  of  the  plate  still  change,  but  there  is,  at  least,  a  clear  angular 
pattern  for  the  fast  axis  of  the  quartz  plate. 

Once  die  Exicor  measurements  had  been  made  and  the  anomalous  pattern  observed,  laser  polarimeter  measurements  were 
made  at  1  mm  intervals  for  ±10  mm  on  either  side  of  the  estimated  center  of  the  quartz  plate  with  nominal  2°  tilt.  The  results 
of  this  scan  are  plotted  in  Figure  5.  While  there  was  no  absolute  orientation  maintained  from  laser  polarimeter  measurements 
to  the  Exicor  measurements,  a  plot  of  the  retardance  along  a  diameter  of  the  plate  is  also  shown  in  Figure  5.  The  plots  in 
Figures  5,  while  not  necessarily  for  the  same  physical  points  on  the  plate,  have  similar  profiles,  and  the  laser  polarimeter 
finds  the  same  anomalous  pattern. 


Figure  5.  Comparison  of  the  variation  in  measured  tilt  angle  across  the  2  degree  quartz  sample  as  measured  with  the  Exicor 

system  and  the  laser  polarimeter. 

5.  DISCUSSION 

Both  the  differences  between  the  nominal  values  and  the  optical  measurements,  and  the  anomalous  birefringence  pattern  are 
unexpected.  The  nominal  tilt  angles  are  established  for  these  samples  using  x-ray  diffraction  where  the  error  is  said  to  be  on 
the  order  of  1  arc  minute  (0.0167°).  The  optical  measurements  for  the  sample  center  are  occasionally  within  this  error  bar, 
but  the  variation  across  the  sample  is  usually  well  outside  this  error. 

The  anomalous  birefringence  pattern  is  observed  by  two  totally  different  optical  instruments,  and  we  believe  it  is  not  an 
artifact  of  either  measurement  process.  When  one  of  the  sapphire  samples  was  scanned  using  the  Exicor  system  under 
different  orientations  and  with  slightly  different  incident  angles,  the  retardation  pattern  remained.  As  mentioned  earlier  in  the 
paper,  similar  retardation  patterns  were  also  observed  for  certain  quarter-  and  half-wave  plates.13  The  samples  are  cut  and 
polished  using  techniques  to  minimize  subsurface  damage,  yet  the  small  birefringence  variation  appears  to  have  a  regularity 
that  may  be  due  to  the  manufacturing  process. 

The  objectives  of  this  study  have  been  attained.  The  nominal  values  of  the  axis  tilt  were  measured  with  two  optical 
techniques.  The  laser  polarimeter  measurements  have  been  compared  to  the  Exicor  measurements,  and  the  lower  limits  of 
birefringence  measurement  capability  have  been  explored.  The  usefulness  of  these  samples  as  low  birefringence  standards 
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has  been  assessed;  the  determination  here  is,  unfortunately,  that  they  are  not  useful  because  of  nonuniformity  and  because  of 
sensitivity  to  sample-source  geometry. 
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ABSTRACT 

An  instrument  is  presented  that  combines  the  functions  of  a  reflectometer,  a  spectrometer,  and  a  polarimeter.  A 
Fourier  transform  spectrometer  serves  as  a  light  source  for  a  dual  rotating  retarder  polarimeter.  Operation  of  the 
instrument  results  in  measurement  of  the  complete  Mueller  matrix  of  a  sample  in  reflection  over  a  wide  spectral 
band.  Calibration  and  error  compensation  is  described.  Polarization  characteristics  of  materials  in  reflection  are 
determined. 

Subject  terms:  polarimetry,  Mueller  matrix,  reflectometer,  spectropolarimetry 


1 .  INTRODUCTION  AND  BACKGROUND 

Many  sensors  rely  on  reflected  light  from  natural  or  manmade  sources  to  obtain  the  energy  for  their  detector 
elements.  The  light  that  is  reflected  may  be  polarized.  The  ability  of  the  sensor  to  detect  and  process  the  reflected 
energy  may  depend  upon  knowledge  of  the  reflection  characteristics  of  the  materials.  We  describe  here  an 
instrument  that  measures  the  polarization  of  reflected  light  over  broad  regions  of  the  visible  and  infrared  in  order 
to  evaluate  polarized  reflection  properties  of  materials. 

An  instrument  that  measures  spectral  infrared  polarization  properties  of  materials  in  transmission  has 
been  designed  and  patented  previously1.  The  infrared  spectropolarimeter  (Patent  #5,045,701)  is  based  on  a 
Fourier  transform  infrared  (FUR)  spectrometer  containing  a  dual  rotating  retarder  Mueller  matrix  polarimeter  in 
the  sample  compartment2.  Measurement  of  polarization  properties  of  transmissive  samples  is  possible  with  this 
instrument  over  large  wavelength  regions  in  the  infrared  (wavelengths  of  2.5  pm  and  greater).  A  scatterometer 
which  measures  Mueller  matrices  of  samples  in  transmission  or  reflection  has  been  constructed  by  Schiff  et  al., 
but  does  not  give  spectral  information3. 

The  current  work  extends  the  concept  of  using  a  polarimeter  in  conjunction  with  a  Fourier  transform 
spectrometer  by  incorporating  a  modem  Fourier  transform  spectrometer  which  is  capable  of  measurements  from 
the  ultraviolet  to  the  far  infrared,  and  adds  the  capability  to  measure  samples  in  reflection. 

2.  INTRUMENT ATION 

The  spectropolarimetric  reflectometer  is  based  around  a  commercial  Fourier  transform  spectrometer.  The 
spectrometer  must  be  one  which  generates  radiation  from  the  ultraviolet  to  the  far  infrared,  it  must  be  computer- 
controlled,  and  it  must  have  a  software  system  which  allows  insertion  of  control  over  the  instrument,  control  over 
additional  hardware,  and  data  processing.  We  are  using  a  Bio-Rad  FTS-6000  with  the  Win-IR  Pro  software 
system.  The  spectrometer  is  configured  with  three  sources,  three  beamsplitters,  and  four  detectors  which  make 
the  useful  wavelength  range  of  the  instrument  from  the  ultraviolet  to  approximately  25  pm  in  the  infrared. 
Additional  components  could  easily  extend  the  operating  range  to  longer  wavelengths. 
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The  Bio-Rad  spectrometer  serves  as  a  radiation  source  for  the  polarimetric  portion  of  the  instrument  and 
is  operated  in  the  conventional  absorption  spectroscopy  mode.  The  radiation  generated  by  the  spectrometer  is 
brought  out  through  the  spectrometer’s  external  port.  Figure  la  shows  the  basic  optical  schematics  of  the 
instrument  for  bidirectional  reflectance  distribution  function  (BRDF)  measurements. 

For  bistatic  measurements,  the  detector  sits  on  a  large  circular  platter.  The  platter  is  able  to  rotate  about  a 
central  vertical  axis,  and  is  rotated  by  a  computer-controlled  motor  on  the  platter.  The  platter  is  annular;  there  is  a 
circular  opening  where  the  sample  resides.  The  sample  is  mounted  on  a  computer-controlled  motorized  rotational 
stage,  and  has  a  common  central  rotation  axis  with  the  detector  platter.  The  sample  can  be  rotated  so  that  any  in¬ 
plane  incidence  angle  is  obtained.  The  optical  system  that  collects  light  for  the  detector  consists  of  an  off-axis 
parabolic  mirror.  This  mirror  is  fixed  to  look  toward  the  central  axis  of  the  detector  platter  and  focus  light  onto 
the  detector  which  is  mounted  perpendicularly  to  the  light  coming  from  the  central  axis.  The  parabolic  mirror, 
detector,  and  mounting  devices  will  be  referred  to  as  the  detector  assembly.  The  detector  assembly  may  be 
rotated  to  any  position  around  the  sample,  except  that  the  detector  assembly  may  block  light  from  the 
spectrometer  if  it  is  within  a  few  degrees  of  the  source  beam  direction.  The  sample  is  mounted  vertically  so  that 
its  surface  comprises  a  vertical  plane,  and  it  may  be  rotated  to  any  position  around  a  vertical  axis.  Data  collection 
proceeds  by  rotating  both  sample  and  detector  platter  such  that  sample  and  detector  assembly  are  in  the  desired 
geometric  relationship;  spectropolarimetric  data  is  then  collected.  The  instrument  may  be  used  for  transmissive 
measurements  as  well  by  placing  the  transmissive  sample  on  the  central  rotation  stage  and  lining  up  the  detector 
assembly  with  the  source  beam  on  the  far  side  of  the  sample.  This  is  illustrated  in  Figure  lb.  A  photograph  of  the 
system  is  shown  in  Figure  2. 

The  reflectometer  may  be  used  without  any  modification  of  the  polarization  of  the  source  radiation,  and  in 
this  mode,  it  is  a  spectral  reflectometer.  In  order  to  obtain  spectropolarimetric  measurements,  a  dual  rotating 
retarder  Mueller  matrix  polarimeter,  described  by  Azzam  ,  is  included  in  the  system.  This  polarimeter  consists  of 
a  polarization  state  generator  before  the  sample  and  a  polarization  state  analyzer  after  the  sample,  and  is  shown  in 
Figure  3.  The  polarization  state  generator  consists  of  a  linear  polarizer  followed  by  a  quarter  wave  retarder  and  is 
located  in  the  source  beam  prior  to  the  platter  region.  The  polarization  state  analyzer  consists  of  a  quarter  wave 
retarder  followed  by  a  linear  polarizer  and  is  located  on  the  platter  in  front  of  the  detector  assembly.  Although  we 
use  retarders  that  are  nominally  quarter  wave  in  the  spectral  region  being  measured,  the  exact  retardance  is  not 
critical  as  will  be  discussed  later.  When  the  retarders  are  rotated  in  a  five  to  one  ratio,  all  sixteen  elements  of  the 
sample  Mueller  matrix  are  encoded  onto  twelve  harmonics  of  the  detected  signal,  which  can  then  be  Fourier 
analyzed  to  recover  the  Mueller  matrix  elements.  Other  previous  implementations  of  this  Mueller  matrix 
polarimeter  have  been  described  elsewhere1,2,5. 

The  data  reduction  algorithm  for  this  polarimeter  as  originally  presented  by  Azzam  assumes  ideal 
polarization  elements  and  no  orientation  errors.  The  data  reduction  algorithms  may  be  generalized  to  compensate 
for  systematic  errors  which  result  when  orientation  misalignment  and  non-ideal  retarders  are  used.  If  the 
polarization  elements  are  rotationally  misaligned,  or  the  retarders  do  not  have  exactly  one-quarter  wave  of 
retardance,  the  changes  in  Fourier  amplitudes  and  phases  result  in  errors  in  the  sample  Mueller  matrix.  Even 
small  orientation  and  retardance  errors  (<1°)  can  lead  to  large  errors  in  the  measured  Mueller  matrix  (>  10%  in 
some  matrix  elements).  These  errors  become  especially  important  when  the  retardance  and  alignment  vary 
significantly  from  their  nominal  values  such  as  in  multi-wavelength  or  spectral  instruments.  We  have 
incorporated  correction  terms  for  orientation  and  retardance  errors  into  the  dual  rotating  retarder  data  reduction 
algorithm.  Small  angle  approximation  error  correction  equations  are  given  in  Goldstein  and  Chipman6,  and  this  is 
generalized  to  larger  angles  in  Chenault  et  al7.  These  equations  are  quite  lengthy  and  will  not  be  presented  here 
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Figure  la.  Bistatic  configuration. 
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Figure  lb.  Transmission-mode  configuration. 
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Figure  2.  Photograph  of  spectropolarimetric  reflectometer. 
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GENERATOR  ANALYZER 

Figure  3.  Dual  rotating  retarder  configuration. 
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The  dual  rotating  retarder  configuration  has  a  number  of  advantages.  First,  the  effect  of  any  constant 
instrumental  polarization  preceding  the  polarizing  optics  or  following  the  polarimeter  is  negated  by  the  fixed 
position  of  the  polarizers.  Second,  the  Fourier  transform  on  the  data  automatically  performs  a  least  squares  fit  to 
the  overdetermined  data  set.  Third,  this  configuration  is  largely  immune  to  beam  wander  if  measurements  are 
made  over  a  2n  cycle.  In  this  case,  modulation  from  beam  wander  produced  by  wedges  in  the  rotating  retarders  is 
encoded  principally  on  the  first  and  fifth  Fourier  amplitudes.  Since  the  polarimeter  does  not  modulate  these 
frequencies,  the  beam  wander  signal  does  not  affect  the  accuracy  of  the  measured  Mueller  matrix. 

Since  spectral  measurements  are  made  with  this  instrument,  polarizers  and  retarders  should  be  as 
achromatic  as  possible.  Polarizers  are  generally  achromatic  in  terms  of  polarization  performance  over  their  region 
of  useful  transmission.  Retarders  are  not  generally  achromatic,  although  some  retarders  that  are  achromatic  over 
specific  spectral  regions  are  available  commercially.  In  the  present  instrument,  some  commercial  retarders  are 
used  and  some  specially  designed  retarders,  particularly  for  the  infrared,  are  used  (see  Goldstein  et  al2,  and 
Chipman  and  Chenault8). 

3.  ALIGNMENT,  CALIBRATION,  AND  ERROR  COMPENSATION 

To  set  the  instrument  up  for  use,  the  first  procedure  is  to  align  the  optical  and  polarization  elements.  The  detector 
is  rotated  on  the  detector  platter  to  a  point  opposite  the  polarization  state  generator  position.  The  optical  beam  is 
aligned  to  the  detector  without  the  polarization  elements.  The  polarization  elements  are  then  placed  into  the  beam 
in  a  specific  order  and  rotationally  positioned  such  that  the  polarization  axes  of  the  polarizers  and  the  fast  axes  of 
the  retarders  are  all  aligned,  typically  vertically.  The  first  polarizer  is  set  at  the  desired  orientation,  and  the  final 
polarizer  is  oriented  with  the  first  polarizer.  The  retarders  are  placed  in  the  beam  individually  and  the  fast  axis  of 
each  is  aligned  to  the  orientation  axis  of  the  polarizers. 

A  calibration  run  must  then  be  performed.  This  consists  of  a  Mueller  matrix  data  collection  without  a 
sample.  The  detector  is  rotated  into  a  position  opposite  the  polarization  state  generator  as  explained  in  the 
alignment  procedure  (as  mentioned  earlier,  this  configuration  can  be  used  for  transmission  mode  measurements). 
This  calibration  run  establishes  the  remaining  errors  in  orientation  and  allows  determination  of  the  retardation  of 
the  retarders.  These  errors  are  then  compensated  out  during  the  sample  data  reduction. 

4.  DATA  COLLECTION 

The  instrument  is  completely  under  computer  control.  Software  controls  the  operation  of  the  hardware  and 
subsequent  collection  and  reduction  of  data.  Spectropolarimeter  data  collection  proceeds  according  to  the 
procedure  presented  next.  With  all  polarization  element  axes  aligned,  a  spectrum  is  acquired  in  the  normal 
fashion  for  a  Fourier  transform  spectrometer  (involving  the  Fourier  transform  of  the  interferogram).  The  retarder 
elements  are  rotated  to  the  first  azimuthal  position  followed  by  acquisition  of  the  next  spectrum.  This  process  of 
moving  retarders  followed  by  spectrum  acquisition  is  continued  until  spectra  at  all  retarder  positions  have  been 
collected.  The  sample  and  detector  are  then  moved  to  their  new  positions  and  the  next  spectropolarimetric  data 
set  is  acquired.  After  all  spectral  data  are  collected,  the  Mueller  matrix  for  each  sample  and  detector  position  is 
recovered  by  performing  a  Fourier  analysis  on  the  polarization  modulation  at  each  spectral  point.  The  output 
includes  the  Mueller  matrices  for  each  wavelength  over  a  specified  spectral  range. 

A  normal  data  collection  consists  of  the  calibration  run,  which  also  serves  as  the  spectrometer  background 
acquisition,  and  one  or  more  sample  runs.  Each  sample  run  is  initiated  by  setting  in  software  a  number  of 
spectrometer  parameters  and  the  geometrical  relationships  of  the  sample  and  detector.  Once  these  are  set,  the 
instrument  automatically  collects  and  processes  the  data.  The  output  includes  the  Mueller  matrix  of  the  sample  as 
well  as  derived  quantities  such  as  retardance  and  diattenuation.  A  polarization  BRDF  can  be  constructed  from  the 
results. 
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5.  RESULTS 


Many  measurements  have  been  made  with  the  spectropolarimetric  reflectometer.  Studies  of  Spectralon  and 
Federal  Standard  paint  have  been  done9,10.  Several  other  materials  have  been  examined  including  cloth,  paving 
materials,  and  vegetation.  Mueller  matrices  are  always  computed,  but  in  the  Spectralon  and  Federal  Standard 
paint  studies,  only  the  derived  quantity  of  polarizance  was  quoted  in  the  published  papers.  We  present  examples 
of  complete  Mueller  matrix  results  here. 

The  coordinate  system  for  the  measurements  is  shown  in  Figure  4. 


When  the  detector  is  furthest  from  and  in  line  with  the  source  beam,  this  is  its  zero  position.  Clockwise 
rotation  of  the  platter  gives  a  positive  detector  angle.  When  the  sample  is  normal  to  the  source  beam,  this  is  its 
zero  position  and  counterclockwise  rotation  of  the  sample  results  in  a  negative  sample  angle.  The  first  Mueller 
matrix,  shown  in  Figure  5,  is  that  for  a  sample  of  99%  reflective  Spectralon  where  the  sample  angle  is  -45°  and 
the  detector  angle  is  135°  (the  sample  is  being  viewed  along  its  surface  normal).  Note  that  the  Mueller  matrix 
exhibits  essentially  no  polarization,  and  this  is  true  across  the  0.5  to  1 .0  pm  wavelength  region.  This  is  to  be 
expected  for  Spectralon,  a  well-known  near-Lambertian  diffuse  reflectance  material.  Figure  6  shows  maps  of 
degree  of  polarization,  degree  of  linear  polarization,  and  degree  of  circular  polarization  and  are  plotted  as  a 
function  of  incident  polarization  state.  These  two-dimensional  plots  correspond  to  a  cylindrical  projection  of  the 
surface  of  the  Poincare  sphere  where  theta  is  a  latitude  (theta  of  0°  and  1 80°  correspond  to  the  poles  of  the  sphere, 
and  90°  to  the  equator)  and  phi  is  a  longitude  on  the  sphere.  Thus,  theta  of  0°  corresponds  to  right  circularly 
polarized  light  and  theta  of  180°  corresponds  to  left  circularly  polarized  light.  Theta  of  90°  corresponds  to 
linearly  polarized  light,  and  any  other  value  of  theta  is  elliptically  polarized  light.  Note  that  the  scales  on  the 
degree  of  polarization  plots  are  quite  small.  These  plots  are  based  on  the  spectrally  averaged  (0.5  to  1.0  urn) 
Mueller  matrix  given  in  this  figure. 
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Figure  5.  Spectral  Mueller  matrix  for  99%  Spectralon  at  -45°  viewed  at  135°,  16  cm'1  resolution. 
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Figure  6.  Degree  of  polarization  plots  for  99%  Spectralon. 


Figure  7  is  the  Mueller  matrix  for  50%  reflective  Spectralon  where  the  sample  angle  is  - 
60°  and  the  detector  angle  is  60°.  This  geometry  corresponds  to  specular  reflection  and  will  be 
used  for  the  remainder  of  the  examples.  The  Mueller  matrix  now  departs  significantly  from  the 
non-polarizing  example  in  Figure  5,  and  the  maps  of  the  degree  of  polarization  and  spectrally 
averaged  Mueller  matrix  are  shown  in  Figure  8.  The  scales  on  the  degree  of  polarization  maps 
are  now  significantly  larger. 

A  Mueller  matrix  for  2%  Spectralon  is  shown  in  Figure  9  and  the  corresponding  degree 
of  polarization  maps  are  shown  in  Figure  10.  This  Mueller  matrix  looks  very  much  like  one  for  a 
horizontal  polarizer,  i.e. 

'110  0" 

110  0 

0  0  0  0’ 

0  0  0  0 

and  has  slightly  more  spectral  structure  than  the  previous  Spectralon  measurements.  It  has  been 
reported  that  low  reflectance  materials  exhibit  increased  polarization.  The  incidence  angle  is  also 
larger  in  this  case,  which  also  tends  to  increase  polarization. 

Two  final  examples  are  for  painted  metal  and  brick.  Figure  1 1  shows  the  spectral 
Mueller  matrix  for  olive  drab  paint  on  a  metal  plate.  At  the  specular  reflection  angle  of  60°,  this 
sample  appears  to  have  much  of  the  characteristics  of  a  vertical  polarizer  and  the  Mueller  matrix 
spectrum  is  virtually  flat  from  0.5  to  1 .0  pm.  The  degree  of  polarization  maps  are  shown  in 
Figure  12.  Results  for  red  brick  are  shown  in  Figure  13.  This  sample  also  shows  much  of  the 
characteristics  of  a  vertical  polarizer,  although  it  has  more  spectral  structure.  The  degree  of 
polarization  maps  and  the  spectrally-averaged  Mueller  matrix  are  shown  in  Figure  14. 
Diattenuation,  polarizance,  and  retardance  were  calculated  from  the  spectrally  averaged  Mueller 
matrices  and  are  given  in  Table  1 . 
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Figure  7.  Spectral  Mueller  matrix  for  50%  Spectralon  at  -60°  viewed  at  60°,  16  cm' 1  resolution, 
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Figure  8.  Degree  of  polarization  plots  for  50%  Spectralon. 
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Figure  10.  Degree  of  polarization  plots  for  2%  Spectralon. 
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Figure  11.  Spectral  Mueller  matrix  for  olive  drab  painted  metal  at  -60°  viewed  at  60°,  16  cm'1  resolution. 
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Figure  12.  Degree  of  polarization  plots  for  olive  drab  painted  metal. 
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Figure  13.  Spectral  Mueller  matrix  for  red  brick  at  -60°  viewed  at  60°,  16  cm*  resolution. 
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Figure  14.  Degree  of  polarization  plots  for  red  brick. 
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Diattenuation 

Polarizance 

Retardance 

99%  Spectralon 
Sample:  -45° 
Detector:  135° 

.002 

.008 

2.52 

50%  Spectralon 
Sample:  -60° 
Detector:  60° 

.257 

.265 

.504 

2%  Spectralon 
Sample:  -60° 
Detector:  60° 

.914 

.934 

.393 

Olive  Drab  Paint 
Sample:  -60° 
Detector:  60° 

.900 

-.895 

.522 

Red  Brick 
Sample:  -60° 
Detector:  60° 

.578 

-.576 

.437 

Table  1.  Diattenuation,  polarizance,  and  retardance  for  spectrally  averaged  Mueller  matrices  in  Figures  6  8  10 
12,  and  14.  ’  ’  ' 
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6.  DISCUSSION 

This  instrument  collects  massive  amounts  of  data  describing  the  polarization  properties  of  the  reflectance 
of  materials  over  broad  wavelength  regions  of  the  spectrum  from  the  ultraviolet  to  the  far  infrared.  The  two  great 
advantages  of  this  instrument  are  (1)  the  use  of  the  Fourier  transform  spectrometer  as  the  source,  giving  quick  but 
complete  spectral  information  over  broad  spectral  regions,  and  (2)  the  use  of  the  dual  rotating  retarder 
configuration  for  the  polarimeter,  giving  complete  information  about  the  polarization  properties  of  the  sample. 

The  combination  of  these  two  features  results  in  an  instrument  that  provides  data  that  no  other  instrument  can 
provide. 

The  spectropolarimetric  reflectometer  has  the  potential  to  impact  remote  sensing  applications  in  several 
ways.  A  large  volume  of  data  on  natural  and  manmade  surfaces  can  provide  insight  into  phenomenology  and 
empirical  understanding  of  those  materials  of  most  interest  to  polarimetric  sensing  and  discrimination.  In 
addition,  this  same  information  can  be  used  to  populate  databases  for  existing  models  such  as  Irma  and  Polar 
SPIRITS  and  extend  their  capability  for  modeling  polarization  in  a  variety  of  scenes.  These  databases  can  also 
be  used  for  assessing  the  validity  of  current  models  and  those  under  development. 

The  spectropolarimetric  reflectometer  can  also  be  used  for  calibration  of  polarimetric  systems. 
Polarization  elements  can  be  characterized  in  the  transmission  configuration  of  the  instrument,  as  has  been 
described  previously11.  Calibration  of  imaging  polarimeter  systems  with  partially  polarized  light  can  also  be 
performed  with  the  spectropolarimetric  reflectometer.  Since  most  scenes  of  interest  for  remote  sensing 
applications  are  estimated  to  have  degrees  of  polarization  only  at  the  5  - 10%  level,  it  is  desirable  to  assess  the 
performance  of  the  imaging  system  with  known  partially  polarized  input.  A  well-characterized  and  controllable 
source  is  constructed  by  placing  a  uniform  surface  such  as  spectralon  or  gold  in  the  sample  position.  By 
controlling  the  sample  angle  and  the  incident  polarization  state,  the  degree  of  polarization  of  the  light  incident  on 
the  sensor  can  be  varied  from  zero  to  nearly  100%.  Once  the  reflected  beam  is  characterized  by  the 
spectropolarimeter  polarization  state  analyzer,  the  system  under  test  replaces  the  polarization  state  analyzer.  The 
resulting  spectral  Stokes  vector  measured  by  the  spectropolarimeter  is  integrated  over  the  waveband  of  the 
imaging  polarimeter  to  give  the  incident  calibration  state. 

These  applications  of  the  spectropolarimetric  reflectometer  can  be  advanced  by  several  potential 
configurations  for  the  instrument.  For  example,  the  instrument  can  be  configured  to  measure  samples  which  are 
to  remain  flat,  i.e.  samples  like  liquids  or  soils  that  must  remain  nominally  horizontal.  A  platter  mounted  on  a 
vertical  table  is  placed  next  to  the  spectrometer  table  and  the  spectrometer  beam  directed  to  the  sample.  The  beam 
can  be  incident  on  the  sample  from  a  range  of  angles,  and  the  detector  assembly  can  be  rotated  throughout  a  range 
of  angles. 

Out-of-plane  measurements  are  possible  by  placing  the  detector  assembly  on  a  semicircular  rail  above  the 
detector  platter.  Alternatively,  the  sample  could  be  mounted  on  a  goniometer  so  that  the  detector  is  effectively 
placed  out  of  the  incident  plane.  Neither  of  these  alternatives  has  been  implemented. 

The  instrument  could  be  configured  for  monostatic  measurements  as  well,  although  this  has  not  been 
implemented.  For  monostatic  measurements,  the  source  beam  would  pass  through  a  beamsplitter  before  reaching 
the  sample.  The  beamsplitter  would  be  positioned  such  that  the  return  beam  is  directed  toward  the  detector 
assembly  which  remains  fixed  throughout  the  measurements.  The  sample  would  be  rotated  to  the  desired  angle 
and  data  collected. 
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